To find correlation between 2D-Gamma passing rate and 3D-dose volume histogram (DVH) metrics for pre-treatment patient-specific quality-assurance (QA). Methods and materials: 25 head and neck patients, treated with VMAT were selected and planned with Elekta Versa HD linear-accelerator using Monaco (5.11) treatment planning system. 2D-planar dose measurements were done with IBA-I'matriXX evolution detector-array using My-QA-Patients software. For 2D-Gamma index evaluation 3%/3 mm and 2%/2 mm criteria was used. 3D-dose measurements were done using IBA-COMPASS system. For 3D-measurement, Monaco and COMPASS doses were compared by means of Percentage (%age) dose differences to PTV and organ at risks (OAR). For PTV D 95 , D 2 and D 50 (dose received by 95%, 2% and 50% volume), similarly for OARs (spine and brainstem) D 2 was noted. Correlation coefficient with corresponding two tailed p-value (≤0.05, for statistically-significant) was calculated for 2D-gamma passing rate and %age dose differences of 3D-DVH based metrics (Monaco calculated versus COM-PASS measured). Correlation will be considered weak or strong based on r value ≤0.59 and ≥0.60 respectively. Results: 2D-Gamma index (global) passing-rate was 98.2 ± 1.6%, 92.1 ± 5.5% for 3%/3 mm and 2%/2 mm criteria. %age dose-differences for PTV D95, D2, D50 were: 3.22 ± 2.09%, 3.65 ± 3.23%, 2.93 ± 1.59 respectively. For Spine and brainstem D2 were as: -1.64 ± 5.10%, 1.77 ± 2.45%.
Strahlenther
Inside the HT room electrical field strength values between 17.4 V/m and 137.3 V/m were detected. According to the ICNIRP guidelines [1] areas with electrical field strength below and above the limit for occupational exposure of 61 V/m were detected and marked on the floorplan of the HT room for a typical patient treatment generator output power of 800 W. Conclusion: In large areas of the empty HT room the limits for occupational exposure are exceeded. Specific areas around the treatment table were identified as safe. Since the presence of persons and objects inside the HT room strongly influences the measured field strength further measurements should investigate the actual field strengths during patient treatment and indicate measures to avoid high E-fields.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 tres length, which is used to calculate and obtain high energy spectrum of detected neutrons. The emulsion film type is made by Fuji company for the OPERA (Oscillation Project with Emulsion tRacking Apparatus) experiment. For this work, a collaboration between facilities and laboratories has been planned. The cooperation was between the CERF facilities at CERN, one of biggest international facilities in neutron physics research and Laboratory for High Energy Physics (LHEP) in the University of Bern which is the biggest nuclear emulsion laboratory in Europe and the second in the world. The thesis presents achievements using the advantages of nuclear emulsion detector, such as the low price, no power supplies during exposure, directional detection, high resolution and wide angular acceptance, which make this type of detector an interesting choice for neutron detection and spectrometry.
To be impervious to the magnetic field during exposure, makes nuclear emulsions suitable to use in accelerator and new combined facilities with applied magnetic fields, such as a new generation of therapeutic linear accelerators with magnetic resonance imaging (MRI) machine. Also these favourable circumstances with ability in directional detection help to detect and identify unreachable or hidden nuclear radiation sources, materials or damaged facilities behind thick shielding. nowadays established. However, Proton Therapy (PT) is still a limited resource, which is not available to all the patients who may benefit from it. We explore the potential of a new cost-effective design for PT, which may facilitate proton treatments in conventional treatment rooms and allow the widespread use of protons. Methods: We consider the following design. The treatment room consists of a standard Linac for X-ray therapy (IMRT/VMAT), a motorized couch to treat the patient in lying position, and a horizontal proton beamline equipped with pencil beam scanning. With this setup, proton plans may be sub-optimal as beam angles are limited to a coronal plane. However, high-quality treatment plans may be realized by delivering protons and photons in the same fraction. Treatment planning is performed by simultaneously optimizing IMRT and IMPT plans based on their cumulative physical dose. We demonstrate this concept for a nasopharyngeal cancer case. The combined treatment uses 35 fractions to deliver 70/60/54 Gy to GTV/PTV-T/PTV-N and is obtained by combining a 19-beams IMRT plan with a 4-fields IMPT plan. Results: In the optimal combination, photons are used to improve dose conformity while protons allow reducing the integral dose to normal tissues. In fact, the combined treatment improves on both single-modality IMRT and IMPT plans for the main organs at risk and achieves 79% of integral dose reduction in the remaining healthy tissues that the IMPT plan yields. The lower doses that can be obtained with combined proton-photon treatments translate into a 10% and 9% lower risk for xerostomia and oral mucositis compared to the pure IMRT plan. Conclusions: Cost-effective PT systems will likely include a fixed beamline rather than a gantry. Proton-photon combinations substantially improve on IMRT/VMAT plans and reduce the risk of side effects while making protons available to more patients.
Quality assurance of a randomized phase II trial on urethrasparing prostate SBRT Type: Physics
Strahlenther Onkol (2019) 195:1122-1153 pts), or in 28 days (83 pts). 36.25 Gy in 5 fractions were prescribed to the prostate PTV, while the urethra planning risk volume (uPRV) received 32.5 Gy. Pts were treated either with VMAT (n = 112) or IMRT (n = 53). We retrospectively analyzed deviations from protocol dose constraints, PTV homogeneity index (HI), Dice similarity coefficient (DSC) and the number of monitor units (MU) per plan, and compared dosimetric results of VMAT vs. IMRT. Results: There was at least one major protocol deviation for 52 pts in the study (32%), mainly for uPRV (12%) and PTV (5%) coverage, and for the rectal and bladder wall (BW) V 90% (7% each). Violations were more frequent in the IMRT group for PTV and uPRV coverage (p = 0.001 and p < 0.0001, resp.). Furthermore, the use of a VMAT technique yielded better uPRV coverage (D 98% = 31.1 vs. 30.6 Gy, p < 0.0001), less MU (2335 vs. 3454, p < 0.0001), and better HI (0.09 vs. 0.11, p < 0.0001) and DSC (0.85 vs. 0.75, p < 0.0001) values compared to IMRT. VMAT also resulted in better dosimetric parameters for the BW V 50% (26.1% vs. 33.3%, p = 0.0001) and the penile bulb D mean (30.7 vs. 31.1 Gy, p = 0.008).
Conclusions: Up to a 32% rate of protocol deviations with potential impact on tumour control and/or toxicity occurred in the considered clinical trial. Treatment planning with IMRT was the main cause of protocol deviations. Prospective RTQA protocols should be encouraged for future SBRT trials to prevent, if possible, protocol deviations before start of treatment.
Lung stereotactic body radiotherapy with electromagnetic transponders for real-time tumor tracking Type: Physics
Aims: In linac-based radiosurgery for multiple brain metastases, automatic single isocentre planning techniques are desirable for improved efficiency. The dosimetric advantages of different automated planning options within Elements 2.0 Multiple Metastases software, (SRS prescription optimization versus Normal Tissue Sparing (NTS) optimization) are evaluated and also compared to Elements 1.5. Further, we assess the optimal maximum dose relation (MDR, ratio of prescription dose to maximum dose), to achieve lowest V10Gy (brain-GTV) , a measure of normal brain sparing, (constraint V10Gy (brain-GTV) ≤10 cm 3 per lesion). Methods: 20 cases (total of 85 lesions) were planned using single isocentre dynamic conformal arcs with a single fraction, D99% = 20 Gy. For each case, 9 automatic plans were created with different optimizations: 4 plans with NTS settings 1-7 and 5 plans with SRS prescription isodose level (IDL) settings from 65-85%. Plan quality metrics (conformity index, CI, V10Gy (brain-GTV) PTV mean dose, GTV minimum dose) are analysed. Results: Increasing NTS, or selecting a lower IDL in SRS prescription mode both have the effect of increasing the PTV mean dose, whilst reducing the normal tissue volume receiving a significant dose, V10Gy (brain-GTV) . SRS prescription methods can allow a higher dose inhomogeneity within the target volume (lower MDR), however, setting IDL values below 70%, or using the highest NTS setting, fails to further reduce the V10Gy (brain-GTV) . CI varied insignificantly with different optimizations and PTV mean dose was typically representative of GTV minimum dose. V10Gy is consistently reduced for Elements 2.0 compared with Elements 1.5 by a mean of 20%. Conclusion: V10Gy (brain-GTV) can be reduced by appropriate selection of the MDR, accomplished by both NTS and SRS optimization methods, which may allow the safe treatment of larger tumors using a single fraction. The best normal tissue sparing was achieved for plans with a MDR of 70%.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 for auto-segmentation: Velocity v.4.0 (Varian, atlas/model based approaches) and Eclipse v.15.5 (Varian, combined atlas/model based approach). Their performance is being evaluated for future clinical use. This first analysis concerns the segmentation of organs at risk of the male pelvis for the irradiation of the prostate. The evaluation was conducted retrospectively on ten cases randomly picked from an RTOG study patient cohort. These patients underwent radiotherapy of the prostate and seminal vesicles and were contoured manually according to RTOG guidelines. Five representative cases were selected to complete the prostate atlas set of Eclipse and create a prostate atlas set in Velocity. Both atlas sets as well as the model-based segmentation by Velocity were tested on the patient cohort. The five organs-at-risk (OARs-bladder, femoral heads, penile bulb, and rectum) were then graded from 1 (unacceptable) to 5 (excellent) by two MDs. The auto-segmentation and the correction of the auto-segmented contours were timed. This time was compared to the average time necessary for contouring the same five OARs manually.
The Smart Segmentation module of Eclipse achieved a higher score rating for the five OARs of this treatment site. It was also assessed to be more flexible and transparent in clinical use. In average the resulting contours were graded partially acceptable to acceptable. Though generating auto-contours takes little time, correcting the contours takes longer than contouring the OARs of the male pelvis manually.
The disappointing times and partially acceptable contours are in line with the performance of auto-contouring modules in the male pelvis in other centers. However, an Eclipse ATLAS set including OARs conforming to the most crucial criteria to reduce uncertainties is still being worked on. Evaluations of both modules for other treatment sites, where different manual and automatic segmentation times are expected are also being conducted. Aims: Mixed beam radiotherapy (MBRT) can outperform photon-only IMRT for targets which have a superficial part with a skin-to-target distance (STTD) smaller than 1 cm. The aim of this work is to investigate for which range of STTD MBRT provides potential dosimetric benefits and to quantify whether or not the dose delivered to the skin is increased for MBRT compared to IMRT. Methods: An academic situation consisting of a cubic water phantom which includes contours of several PTVs varying in the STTD from 0.5 up to 7.5 cm and two organs at risk (OARs) was defined. For each PTV, IMRT and MBRT plans were created without special attention of reducing the dose to the skin. An additional MBRT plan was created for each PTV aiming in achieving a similar dose to the most superficial 5 mm of the skin-by means of dose constraint in the optimization-as achieved with the corresponding IMRT plan. To estimate the skin dose, gafchromic film measurements were performed in a 140 µm-deep layer for the IMRT and MBRT plans with an STTD of 0.5 cm. Results: MBRT plans outperform IMRT plans in terms of PTV dose coverage, OARs sparing and volume of low dose bath for STTDs up to 3.5 cm. However, the maximal dose delivered to a 0.5 cm-thick skin is on average 30% higher for MBRT if no special constraint is given in the optimization. By setting an appropriate skin sparing constraint, the advantages of MBRT over IMRT diminish, but for STTDs up to 1.5 cm MBRT still gives dosimetric benefits compared to IMRT. Measurements show that the dose delivered to the 140 µm-deep layer is 300% higher for MBRT than for IMRT.
Impact of skin: to-target distance on treatment plan quality for mixed beam radiotherapy

Conclusions:
The results indicate dosimetric advantages for MBRT over IMRT for targets with a short STTD. The range of STTDs for which this is the case strongly depends on the maximal tolerated dose to specific skin layers. This work was supported by Varian Medical Systems. Aim: An essential part of managing a paperless clinic is how to maintain an overview of all tasks and processes without paper files or running sheets; and at the same time ensure that all necessary data is available in the required quality.
InSightive-a business intelligence solution for a paperless clinic
Within ARIA: (v.15.5) the tool InSightive (v.1.6) offers a platform that will allow such questions to be answered dynamically and in real time via dashboards by accessing all data stored in the ARIA database. Methods: In order to maintain an overview of the paperless processes the use of InSightive was limited for this project to the following questions:
How efficient are the electronic workflows?
What does data quality look like? What does the patient volume look like? In a first phase:, the available and ready-to-use dashboards were tested with the aim of finding the right dashboards for the questions mentioned. In a second step, these dashboards were analysed whether the displayed data are correct. Thirdly, these dashboards were adapted or new ones created from scratch. Results: It quickly became apparent that the existing dashboards were unable to answer our questions-at least without making extensive adjustments. The analysis of the original and adapted dashboards showed that the data was often not precise and sometimes even wrong. This is because certain processes in ARIA are not exactly defined (e. g. when is the start of a task?) or because the dashboards are incorrectly programmed and therefore output incorrect data. This led to us having to limit ourselves to a very few dashboards which we had reprogrammed from scratch. The effort and training required to do this demands a deepened database and IT knowledge, as well as a lot of time. Conclusion: InSightive is an analysis tool that offers the possibility to overview clinical data and processes easily and quickly. The tool itself and the provided dashboards fulfil this requirement in a very simple basis. However, if specific and detailed queries are needed, this is only possible with enormous effort and precise testing of the outcome.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Visualizing the progression patterns of lymphatic metastasis in head and neck squamous cell carcinoma (HNSCC) to improve clinical target volume (CTV) definition Type: Physics Presenting Author: Bertrand Pouymayou Authors: Pouymayou B, Koechli C, Balermpas P, Guckenberger M, Unkelbach J
Institutions:
University Hospital Zurich Department:
Radiation Oncology
Aim: The CTV in HNSCC patients contains lymph node levels (LNL) that are at risk of harboring microscopic tumor even if they are not radiologically confirmed. The risk of microscopic involvement of LNL depends on the primary tumor (PT) characteristics, but also on the patient's individual location of macroscopic lymph node (LN) metastases. This latter aspect is insufficiently investigated in the literature. Methods: We retrospectively analyzed 132 HNSCC patients treated with definitive radio-or radiochemotherapy at our institution. For each patient, we recorded the ipsi-and contralateral involved LNLs (I to VII) on the planning CT and when available on FDG-PET, FNA cytology and MRI reports. This study includes PT (stage T1-T4) of the oropharynx (84), hypopharynx (28), oral cavity (10) and larynx (10). HPV status was reported when available. A graphical visualization linked to a SQL database was developed to display the frequency of involved LNLs combinations depending on risk factors. In addition, Bayesian networks (BN) were applied to model lymphatic progression and infer the probability of microscopic involvement of LNL, incorporating sensitivity and specificity of imaging. Results: Among 76 lateralized oropharyngeal patients, levels II, III and IV were diagnosed positive in 67, 25, and 2 patients ipsilaterally, and 36, 8, and 0 patients contralaterally. However, in only 2 patients, the ipsilateral level III was involved while level II was not. Microscopic tumor progression follows the same patterns as the location of macroscopic metastases. While the frequency of ipsilateral level III involvement is 33%, the BN analysis limits the risk of occult metastasis in level III to below 10% when level II is not involved. Conclusions: The analysis of lymphatic progression patterns in HN-SCC may allow for personalized and automated elective CTV definition. The risk of microscopic involvement of downstream levels is very low in patients without macroscopic metastases in upstream levels, possibly allowing CTV reduction for selected patients. Aims: Radiomics was proposed as prognostic biomarker in head and neck cancer (HNC); however, most radiomics studies did not analyze potential intra-tumor heterogeneity. Here we investigated if radiomics can distinguish between tumor subvolumes with different levels of radiosensitivity.
CT radiomics differentiates levels of radiosensitivity in tumor subvolumes in head and neck cancer
Methods:
We have retrospectively collected data from 31 HNC patients treated with definitive radiochemotherapy, with the inclusion criteria: contrast-enhanced CT imaging prior to treatment, local tumor recurrence confirmed by biopsy and FDG PET imaging at the time of recurrence. Recurrence (g_rec) was contoured based on the PET image and the contours were transferred to the initial planning CT. Two regions were analyzed with radiomics: recurrence (overlap between primary tumor PT and g_rec) and control (PT minus g_rec). 162 intensity and texture features were extracted from planning CT. Principal component analysis and multivariate logistic regression with backward selection were used to distinguish between control and recurrence regions. The final model was tested in the cohort of 14 patients from phase II study selected based on the same inclusion criteria. Results: The final model for subvolumes differentiation comprised two features, indicating that recurrence regions are more heterogeneous than controlled regions prior to any treatment. The model showed good performance in the validation cohort AUC = 0.88 (95%CI: 0.72-1.00), sensitivity = 0.75, specificity = 0.83.
Conclusion:
We have shown for the first time that pretreatment CT radiomics can differentiate levels of radiosensitivity in HNC. It is a first step towards radiomics-based dose painting. Purpose: To reconstruct the delivered dose distribution of prostate SBRT treatments accounting for patient-individual intra-fractional organ motion. Methods: Five prostate cancer patients were treated with SBRT of 5 × 7 Gy to the prostate and with integrated boost of 5 × 8 Gy to the index lesion for 4 patients. Margins of 5 and 3 mm were used for the prostate and index lesion, respectively. During all fractions, the prostate motion was tracked with implanted radiofrequency beacons (Calypso, Varian). Gating with a 3-mm action threshold was applied with manual repositioning if necessary. The motion trajectories were used to create 4D dose reconstructions for each fraction: the treatment plan was split in partial arcs, which were recalculated with isocenter shifts according to the actual target offset, before they were summed up again. This workflow allowed to estimate the actually delivered 4D dose of each patient with gating and additionally the 4D dose if no gating would have been applied. Furthermore, all plans were re-optimized and simulated with zero safety margins. Results: Reconstructed 4D doses without gating showed that patient movement overall would lead to a spread in dose delivery, with deviations ranging +-16% in bladder Dmean and +-12% in rectum Dmax. Gating eliminated outliers and reduced this spread to +-5% and +-6%, respectively. For the prostate dose coverage (D95), reductions of 0-9% without gating were observed, but no reduction (0-1%) with gating. Removing the safety margin would on average reduce the bladder dose by 39%, but make the prostate D95 more susceptible (no gating:1-13%, gating:0-2%).
4D dose reconstruction for prostate SBRT
Conclusion:
The effect of intra-fractional prostate motion was modelled with 4D dose reconstructions. All patients had a dosimetric benefit from gating, which allowed for an accurate dose delivery during prostate SBRT. Motion mitigation is especially important for hypofractionated treatments and small safety margins.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 CT based lymph nodes radiomics to predict 12-months eventfree survival in stage IIIA NSCLC; SAKK 16/00 Type: Physics Aims: Radiomics is a growing research field but is often limited to single institution imaging data. The sensitivity of radiomics features to e. g. scanning settings present in multi-centric imaging data is disadvanteous for robust radiomic models. We built a robust CT lymph nodes radiomics model to predict 12-months event-free survival (EFS) trained on a multi-centric imaging dataset and validated it on an external homogeneous dataset. Methods: 74 NSCLC patients were selected from a Swiss multi-centric prospective randomized phase 3 trial (IIIA/N2, SAKK-16/00,neoadj. radio/chemoradiotherapy prior surgery, 14 sites). Patients received CT scans with similar imaging protocol (non-contrast, FBP,standard kernel). ROI was a combined lymph nodes structure. 1404 radiomic features were fed into a principal component analysis. Surrogate features representing 95% data variance were included in a 12-months logistic regression using LASSO. 5-fold cross validation was used to study the performance. The final model was validated on a separate internal dataset (n = 32, IIIA/N2/IIIB). Performance measure was area under the roc curve (AUC). Results: The final model (3 features) had a performance of AUC = 0.722(95%CI = 0.60-0.84) and 0.78(0.59-0.97) for training and validation, resp. Conclusion: A 12-months EFS CT radiomics model from combined lymph nodes structure was built for NSCLC patients. This model could be validated on homogeneous single-institution data with good performance. Background: Meticulous treatment planning QA is essential to deliver safe and high-quality proton treatments. Repetitive and extensive plan QA binds significant amounts of resources in clinical routine and is prone to human error. This work presents and evaluates tools developed at our clinic to extend, automatize and standardize the physicists' and clinicians' plan review.
Efficiency and safety improvements for proton treatment plan QA by automation
Method & materials:
Using the scripting capabilities of the commercial TPS Eclipse™ (Varian), two plugins for plan QA were developed. A Plan Checker plugin verifies parameters and properties of plans. The comprehensive checks cover the planning CT, the structure set, and the plan itself and generate more than 150 different colour-coded messages which are classified according to their severity (INFO, PASSED, TO CHECK, WARNING, ERROR). Checks encompass amongst others: correct labelling (e. g. switching of left and right of organs), plan approval by authorized personnel, correct patient orientation, correct field tolerance tables, reasonable air gaps, HU overrides, plan and beam model parameters, the degree of field modulation, normalization, plan and field maxima and their positions, etc. A second tool evaluates clinical objectives for a given plan or plan sum and indicates by colour-coding if they are met. It allows for easy template generation and can obtain data from the clinicians' prescription. Plan uncertainty can be additionally evaluated. Results: Both tools extend and standardize the clinically performed plan checks while leading to a considerable time-reduction when performing the physicists' and clinicians' plan review. At the same time they lead to a reduction of repetitive, human error-prone work in clinical routine. Conclusions: TPS plugins which automatize parts of the plan QA allow to create flexible plan checks and can be tailored to institutional needs and practices. They can contribute to increase safety, standardization and efficiency for proton therapy treatment planning. Aims: Volumetric modulated arc therapy (VMAT) is the current stateof-the-art treatment technique for radiotherapy. Commercial optimizers are used to generate clinical VMAT plans, however, their implementation provides a limited flexibility for the user. In order to overcome this limitation, a new treatment planning process (TPP) was developed. Methods: The in-house developed TPP is based on Monte Carlo calculated beamlet dose distributions. A hybrid column generation and simulated annealing based direct aperture algorithm (HDAO) directly optimizes the MLC leaf positions and monitor units of discrete control points describing the arcs for VMAT. Deliverable VMAT plans for an academic situation and a clinically motivated bladder, head and neck and prostate case were generated with the new TPP and compared to plans optimized with the commercial Eclipse photon optimizer (version 13.6). Results: The HDAO plan for the academic situation showed a decrease in mean dose by 19.1% for the single OAR and a decrease in the PTV homogeneity of 3.0% when compared to the Eclipse plan. The PTV coverage, the maximal dose to serial OARs and the dose to normal tissue are similar for the HDAO and Eclipse plans for the clinically motivated cases. However, the mean dose in parallel OARs is on average 8.6% smaller for HDAO plans compared to Eclipse plans. The delivery time for HDAO and Eclipse optimized plans is equal.
Development of an in-house VMAT treatment planning
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Purpose: Magnetic resonance guided linear accelerators (MR-Linac) allow for online imaging during the treatment and enable gating on the tumor position. To assess the overall dosimetric and geometric accuracy of the MRIdian MR-Linac (Viewray), end-to-end tests with three different phantoms were performed for static and moving targets. Methods and materials: Six different treatment plans were measured in the static inhomogeneous thorax phantom (CIRS) using a Farmer chamber. Radio chromic film measurements were performed in the Lucy 3D QA phantom (Standard Imaging) for an IMRT plan with 11 fields. The gating performance of the MR-Linac was evaluated in the longitudinal direction in the dynamic thorax phantom (CIRS) using a 10-field IMRT plan. Stripes of radio chromic films were inserted into a target rod moving longitudinally with an amplitude of 15 mm within a body-like support structure. The gross tumor volume (GTV) was enlarged by 3 mm to define the gating window. Results: Mean dose deviation in the CIRS phantom was 0.7%±0.4% compared to the planning system. The accuracy was equally good in water, lung and bone tissue surrogate. For static treatments the gamma evaluation of films in the Lucy phantom was repeated showing passing rates of 97% and 98.5% for a 5%/1 mm criteria and a passing rate of 100% for a 5%/1.5 mm criteria. The gated dose distribution showed a longitudinal offset of 1 mm relative to the static treatment and an offset of 1.5 mm compared to the planned dose distribution. The measured dose maximum was 2% lower in the gated treatment compared to the static treatment and 4% lower than the planned dose. Conclusion: The MRIdian showed a high geometric and dosimetric accuracy which allows for precise stereotactic body treatments and accurate gating for moving targets. Aims: Future integrated MR guided radiotherapy systems might profit from the availability of an electron beam mode. The aim is to model and experimentally confirm the dosimetric impact of magnetic fields on clinical electron beams for different beam energies, magnetic field strengths including two relative orientations in a water equivalent phantom. Methods: A multiple source Monte Carlo (MC) beam model was commissioned for a Varian Clinac 2100 C linear accelerator and applied to simulate the particle transport including a magnetic field with the Geant4 MC toolkit. A permanent magnet device was used to generate a strong magnetic field up to 0.7 T encompassing a solid water phantom. Gafchromic EBT3 film was placed in the phantom for dose measurements of 6, 12 and 20 MeV electron beams in a perpendicular and parallel magnetic field orientation and a zero magnetic field reference setup. Results: Film data confirmed MC predictions of substantial deflection of the electron beam in a perpendicular magnetic field due to the Lorentz force for all three initial energies compared to reference measurements. For a parallel magnetic field, a dose enhancement up to 100% (6 MeV beam, 0 vs. 0.7 T magnetic field) was observed in the dose profiles at different depths in the phantom. Conclusions: An experimental and corresponding in-silico framework to measure and simulate clinical electron beams in magnetic fields of different strengths and relative orientations was established and successfully tested. Threshold percentages (x = 0%, 25%, 50%, or 75%) were selected to define probabilistic ITVs (ITVx). Two-field PBS proton treatment plans were optimised on the four ITVs, and 4D dose distributions were calculated using the second 20 breathing cycles. In order to minimise the influence of interplay effect, 9 × volumetric rescanning was applied.
Modeling and measuring clinical electron beams in magnetic
Implications of respiratory motion variability for the ITV approach in PBS proton therapy
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Results: The volumes of the single-cycle ITVs vary up to 20% around their mean. Averaged over all four datasets, the median CTV V95% for the ITV00, ITV25, ITV50, and ITV75 are 98.7%, 97.6%, 97.2%, and 94.3% respectively. In the same order, median D5-D95% are 9.4%, 10.1%, 10.6%, and 12.0%. The median ipsilateral mean lung doses are 14.8%, 13.8%, 13.2%, and 12.4%. Conclusion: Breathing variations can have a significant impact on the ITV definition. Our probabilistic ITV definition can effectively account for variable motion, resulting in acceptable target coverage and substantial dose reduction to the involved lung. The ITV50 approach provided the best compromise between the two clinical objectives. 
Quality assurance for the adaptive workflow on the MRI linac
Aims:
The new MRidian MR Linac enables online adaptive treatment for daily changing anatomy of the patient. For these modulated treatments, no measurement of the treatment plan can be performed prior to treatment. Besides performing a secondary calculation within the system, we set up a chain of additional tests to ensure a safe treatment. Methods: For all patients the original treatment plan as well as all adapted plans were measured on an IMRT verification phantom (Delta 4, Scandidos). During the adaptive process, we did a point dose verification in an independent Software (Radcalc). Additionally, we calculated a value that is representative of the integral dose delivered to the patient and compared this value to the original plan. To ensure that the electron densities are correctly assigned to the new MRI, we compared the equivalent pathlength of the original and the adapted plan. Results: For the first 10 Patients, all measurements of the original plan passed the gamma-analysis with a 3%/3 mm criterion of on average 99.9% (range 99.6-100%). The adapted plans had equally good passing rates (average 99.8%, range 97.2-100%). For 89% of the plans the independent point dose calculation agreed within 10% with the original plan one (average 5.9%, range 0.3-21.4%). Values above 10% were connected to a lung treatment, where the scatter is incorrectly taken into account in the point dose calculation. The value representing the integral dose also agreed within 10% between the original plan and the treated adapted plan (average 4.0%, range 0.26-9.45%). The effective pathlength differed less than 2 cm from the original plan except for one case, where the change was traced back to a change in anatomy.
Conclusion:
We set up a QA chain for the online adaptive planning on the MRIdian MR Linac which ensures a save treatment of the patient. Aims: In context of MR guided radiotherapy, accurate and efficient dose calculation and therefore describing the propagation of electrons in a magnetic field is essential. The aim is to quantify the influence of the EGSnrc magnetic field transport parameters on the electron transport in a magnetic field in a local spherical geometry and a macroscopic phantom. Methods: The EGSnrc 2019 version provides two different macros for handling magnetic fields: the EMF macro and a novel enhanced EEMF macro. Both are applied to calculate the deflection angle of 15 MeV electrons in a sphere (3 mm radius) due to a perpendicular 1.5 T magnetic field in vacuum and water with varying maximal electron step size. The deflection angles are compared to theoretical calculations. Next, the same parameters are used to calculate the dose in a water phantom with a 1 cm air slab in 1 cm depth for a 15 MeV electron pencil beam with a magnetic field of 1.5 T perpendicular to the incident beam direction. The resulting dose distributions are investigated by comparing relative dose differences in the air slab. Results: For the EMF, varying the step size shows substantial differences in the deflection angle with an error up to 19% compared to the theoretical calculation. The EEMF shows only differences of up to 0.2%. The EMF shows dose differences of up to 6% in air but only 0.3% for a small step size. For the EEMF, the dose differences in air are up to 0.2% for all step sizes. The EMF computation time is 30% faster than the EEMF for the same step size but increases exponentially with decreasing step size.
Influence of magnetic field transport parameters on accuracy and efficiency of electron transport in EGSnrc
Conclusion: The novel EEMF shows more accurate results for electron transport in a magnetic field when compared to EMF with the same step size. Although EMF can yield as accurate results as EEMF with a small step size, due to efficiency, EEMF should be preferred over EMF. 
Dynamic trajectory radiotherapy versus HyperArc: treatment plan comparisons for tumors in the brain
Institutions:
Inselspital, Bern University Hospital, and University of Bern Department:
Division of Medical Radiation Physics
Purpose: HyperArc applies a pre-defined set of non-coplanar arcs for treatments of brain tumors, while dynamic trajectory radiotherapy (DTRT) additionally includes dynamic couch and collimator rotations during beam on to increase degrees of freedom for the selection of beam directions. The aim of this work is to investigate the potential benefit of DTRT compared to HyperArc for brain tumors. Materials & methods: Five clinically motivated brain cases are included in this study. The target volumes range from 3 to 270 cm 3 and are located at different areas in the brain with according organs at risk (OARs). A framework utilizing the Eclipse Scripting Research API was used to determine gantry-table and gantry-collimator paths based on contoured structures. These paths served as input for the multi-leaf sequence optimization using a research version of the VMAT optimization algorithm in Eclipse. Additionally, a HyperArc treatment plan was generated for each of the five cases. Resulting dose distributions for DTRT and HyperArc plans were compared based on DVH parameters. The deliverability of DTRT dose distributions was confirmed by gafchromic film measurements.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Results: Comparing DVHs for the target shows that coverage is similar for all brain cases. On average over all five cases mean doses for parallel OARs and near maximum doses for serial OARs improved for DTRT treatment plans by 5.5% and 5.0% relative to the prescribed dose, respectively. Measured and calculated doses show a gamma passing rate >99.5% for 2%/2 mm criteria and a threshold of 10%. Conclusions: Depending on the case and on the OAR considered, the DTRT treatment plan generally performs better or similar compared to the HyperArc plan. The results demonstrate that DTRT has a great potential to reduce dose to OARs, while target coverage is preserved compared to HyperArc. This work was supported by Varian Medical Systems.
A lean but still robust plan quality assurance program for stereotactic radiotherapy. Our experience with a redundant workflow Type: Physics Aims: Stereotactic treatments are an established treatment concept in Radiotherapy (RT). In recent years, the application of this technique has expanded substantially. This is mainly due to the development of the Image Guided RT (IGRT) techniques, which allow for a secure administration in organs not considered in the past for stereotactic RT, because of lack of positioning precision.
With the widening of the application field, the new arising challenge is to speed up the Plan Quality Assurance (QA) procedures without reducing safety. Film Dosimetry is still nowadays the gold standard for Plan QA in this field, but it is time-consuming and error prone.
The aim of this work is to compare different stereotactic RT QA methods with respect of precision and time optimization. Methods: Ten stereotactic RT plans were retrospectively verified with five different methods, namely: Film Dosimetry (FD), Portal Dosimetry (EPID), dose verification by ionization chamber in a solid phantom, PTW Octavius 4D SRS (O4D) and Varian Mobius 3D offline recalculation. The results were analyzed in terms of precision and time requirements. Results: Using FD as a benchmark, the comparison of the different QA techniques shows substantial agreement in the results, in particular for the O4D Phantom. The O4D results, strengthened by the other faster verification measurements, offer the same level of robustness in accepting or rejecting a stereotactic RT plan as with FD. Conclusion: This study highlights the possibility of carrying out lean Plan QA verification procedures without a loss of accuracy. Performing redundant measurements increases the time of raw measurements, but allows to substantially shortening the total waiting time before accepting or rejecting a stereotactic RT plan in comparison with FD.
Extended EPID commissioning for reliable plan verification of volumes well below 1cc Type: Physics
Presenting Author: Anisoara Socoliuc Toquant Authors: A. Socoliuc Toquant, K. Buchauer, H. Schiefer, L. Plasswilm
Institutions:
Kantonsspital St. Gallen Department: Klinik für Radio-Onkologie Aims: Among different methods for patient QA, one practical approach is the accelerator's EPID. Purpose of this work is to extend the 3 cm commissioned size to stereotactic volumes well below 1cc and demonstrate the clinical usefulness. Methods: Portal Dosimetry commissioning data were acquired on 6FFF and 10FFF STX True Beams for static fields between 40 × 40 and 1 × 1 cm. This includes the generation of a relative output factor table (OF) of the mean central pixel value determined during EPID irradiation. Extra-and intracranial stereotactic complex VMAT plans with target volumes between 0.15 and 13 cc (collimation range 0.6-3 cm) were verified before and after the OF adjustment. The output factors were adjusted to bring measurement and prediction to agreement. Correlations between parameters specific to dynamic plan delivery and dosimetric QA results were under investigation. Results: For field sizes below 3 × 3 cm large differences between calculated PDIP and measured EPID fluences are noticed. Surprisingly, 10FFF showed less pronounced dosimetric disagreements compared to 6FFF, where for fields of 1 × 1 cm the discrepancy was up to 36%. With the modifications of output factors the fluence differences from prediction to measurement went well below 0.5%. A net average increase in gamma passing rate, for 3%-1 mm evaluation criteria, from 95.7 to 98% was obtained. As comparison, film-based plan verification lead to an average gamma-passing rate of 99.1% for a subset of SRS cases. Despite different modulation complexity scores, leaf and jaw opening statistics for the intracranial stereotactic plans, a clear correlation to the plan gamma-passing rate could not be established. In contrast, lung stereotactic plans showed correlation that is more pronounced. Conclusion: Adjustment of the EPID prediction algorithm allows patient QA also for plans with effective field sizes below 1 × 1 cm. The verification results are on par with other verification methods used in our clinic.
Results of a feed-back learning process for RapidPlan knowledge based planning Type: Physics
Presenting Author: Antonella Fogliata Authors:
Institutions: 1 Humanitas Research Hospital and Cancer Center, Milan, Italy, 2 Humanitas University, Milan, Italy Department: 1 Radio-oncology Aim: The knowledge based planning KBP capability to harmonize plan quality depends on the quality of the model, configured with selected plans and defined optimization objectives to estimate the DVH for organs at risk. This work will determine if the performance of a KBP model (RapidPlan, Varian, RP) could be improved with a feedback learning process, i. e. if plans generated by a RP model could be used as new input to re-train the model and achieve better performances. Methods: Clinical VMAT plans from 83 patients presenting head and neck cancer were selected to train a RP model, RP-1. The same 83 patients were re-planned using the RP-1 model; the resulting plans were used as input to train a novel model, RP-2. The same optimization objectives were selected in the two models. The models quality was assessed through: the coefficient of determination R 2 , describing how Strahlenther Onkol (2019) 195:1122-1153 the regression model represents the training data, and the mean squared error MSE between original and estimate. In addition, the regression plots for the various organs were analysed and compared. The two models were then validated on a cohort of 20 different patients, with a dosimetric comparison. Results: The RP-2 model presented an improvement relative to RP-1, with higher R 2 , lower MSE values and better regression plots. A deeper analysis on the geometric features generated in the model allowed to better understand the model ability to capture the interpatient variability. From the validation process, plans generated with RP-2 presented, for parallel organs, lower mean doses of about 1% for RP-2 relative to RP-1 plans (with larynx showing a reduction of 5%), significant. For the serial organs, on the contrary, an increase of the D 1% of 3-4% was shown, although not significant. Conclusion: A refined, with a feed-back process, RP model allowed to generate plans with improved quality, firstly in terms of model, but also in terms of plan quality. Aim: This work aim to appraise the ability of a radiomics signature of CT based radiomics features to predict the clinical outcome after definitive radio-chemotherapy of stage III-IV head and neck cancer. Methods: 110 patients presenting with advanced head and neck tumour were retrospectively selected. Radiomics texture features were extracted from the gross tumor volumes contoured on planning CT images. The cohort of patients was randomly divided into a training (70 patients) and a validation (40 patients) cohorts. Textural features were correlated to overall survival OS, progression free survival PFS, and local control LC data to build predictive models. All the significant predictors at univariate analysis were included in a multivariate regression model to stratify the cohort of patients in low-and high-risk sub-groups. The quality of the models was appraised by means of the concordance index (CI). The models were tested against the validation cohort not used for the training. Results: A signature with 3 features was identified as predictive of OS, with CI = 0.88 and 0.90 for the training and validation cohorts respectively. A signature with 2 features was identified for progression free survival, PFS, (CI = 0.72 and 0.80). Two features characterized also the signature for local control, LC, (CI = 0.72 and 0.82). In all cases, the stratification in high-and low-risk groups for the training and validation cohorts lead to significant differences in the actuarial curves. In the validation cohort the mean OS time resulted in 78.9 ± 2.1 vs 67.4 ± 6.0 months in the low-and high-risk groups respectively; the mean PFS time resulted in 73.1 ± 3.7 and 50.7 ± 7.2 months, while the mean LC time was 78.7 ± 2.1 and 63.9 ± 6.5 months. Conclusion: CT based radiomic signatures were identified which correlate with survival and control after radio-chemotherapy and allowed to identify low-and high-risk groups of patients. Aims: The accuracy and practicability of the new SRS MapCheck high resolution mutidetector array was tested and an intercomparison with our current methods for patient QA, namely film dosimetry and EPID fluence measurements was performed. Methods: Multidetector array SRS MapCheck (SunNuclear), Stere-oPHAN (SunNuclear) based film dosimetry with the Film QA Pro software (Ashland) and EPID (Varian) were used. Acceptance criterion for patient QA is 3%/1 mm with 95% gamma pass rate. Evaluation of all methods was performed for 10 SRS brain met cases (0.49cc mean volume). In addition, SRS MapCheck verification method was extended to further 10 SBRT lung cases (22cc mean volume) and 5 mixed SBRT cases for larger volumes (60cc mean volume) including adrenal gland, bile duct, prostate, pelvis. Regarding EPID, a tuning of the image prediction algorithm had to be performed first. Results: For the 10 SRS brain met's cases the SRS MapCheck showed an average gamma pass rate of 97.0% ±2.3. Two cases were outside of the clinical 95% pass rate criterion with 92.4% and 93.0%. These cases are influenced by low-resolution fluence in the QA plans due to planning system memory restrictions. The 10 lung cases yielded an average pass rate of 98.4%±0.6 and the 5 other cases an average of 97.5%±2.1. Film-based dosimetry for brain cases revealed a pass rate of 99.1%±0.8, where as EPID measurements pre-optimization only 90.1%±11.3, and post-optimization 97.5%±1.9. Conclusion: All three measurement methods performed the mixture of clinical cases accurately. In terms of workflow, EPID verification is very practical as it used the on-board detector. The SRS multidetector array and film dosimetry are well comparable in terms of required work amount, when defined procedures in film preparation and a template software evaluation are used. Based on accuracy, resolution and workload, film dosimetry remains, nevertheless, the gold standard for demanding cases in clinical use.
Predicting survival and local control after radio-chemotherapy in locally advanced head and neck cancer by means of CT based radiomics
Benefits of an additional MRI for adaptive HDR-brachytherapy in gynecological cancers Type: Physics
Presenting Author: Klaus Luchs Authors: Luchs K, Tsikkinis A, Cihoric N, Terribilini D, Lössl K
Institutions:
Inselspital Bern, Bern University Hospital Department:
Department of Radiation Oncology
Objective: To evaluate the benefit of using MRI imaging, after CTbased applicator positioning, for planning and contouring. Materials and methods: Between Jan and May 2019, 17 patients (pts) with gynecological cancers were treated with MRI-assisted HDR-brachytherapy, following EBRT. 11 pts with cervical cancer were treated using standard ring applicators +/-interstitial implants and 6 pts with vaginal or vulvar cancer were treated using freehand interstitial implants. Primarily all pts received a CT-scan for treatment Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 planning. After the HDR-applicators were implanted, they received an MRI for matching purposes in the planning system. Contouring and treatment planning was performed by an experienced radio-oncologist (CTV_HR). Separately a resident physician, with radiology experience, contoured a CTV, based on the CT-scan (CTV_CT), and a second CTV, based on the post-implant MRI (CTV_MRI). All CTV volumes, dosimetric parameters (ICRU 89/ABS guidelines for interstitial vaginal BT) and doses to the organs at risk (OaR) (rectum, sigmoid, bowel, bladder; 2cc, 0.1cc) were documented. Results: The mean volumes for the different CTVs were measured: CTV_HR 48.3 ccm (range 8-121 ccm), CTV_CT 61.5 ccm (range 15-131 ccm), CTV_MR 51.3 ccm (range 10-125 ccm). The treated volumes (CTV_HR) were similar to the measured CTV_MR volumes. But they deviated significantly from the CTV_CT volumes. As a result, the estimated dose constraints for the OaRs, using the CTV_CT volumes, were all larger. Using the three different volumes (CTV_HR, _CT, _MR) to create the treatment plans, all dose volume parameters and constraints (i. a. V100, D90, D98; COIN, DNR) could be achieved. Conclusion: MRI-assisted brachytherapy contouring allows for better protection of the OaRs. Especially for younger inexperienced colleagues the additional MRI represent a great benefit. Hereafter all free hand implants as well as the 1st intrauterine HDR-BT applications will receive an additional post implantation MRI to achieve a better protection of the normal tissue and OaRs.
Unexpected severe optic pathway toxicity in a patient with meningioma treated with pencil-beam scanning proton therapy: a case report Type: Physics Presenting Author: A. Bolsi
Institutions:
Paul Scherrer Institute, Villigen Department: Center for Proton Therapy Aims: We report on a case of a patient treated with pencil-beam-scanning proton therapy (PBS-PT) who developed severe optic pathway toxicity despite all optical structures dose constraints being within well-established limits. Methods: The otherwise healthy 50-year-old woman was treated with definitive PBS-PT for a skull-base meningioma with no ophthalmologic impairment at treatment initiation. The treatment was delivered in a single plan using three (two quasi-lateral and a vertex) fields up to 50.4 Gy(RBE) at 1.8 Gy(RBE)/fraction. Nominal doses to optical structures were below 52 Gy(RBE) (Dmax) and 51 Gy(RBE) (D2%). Results: Five months after treatment, the patient presented with visual field defect on the right eye, quickly deteriorating to amaurosis, followed shortly afterwards by visual field defect on the left eye. A diagnosis of radiation-induced optic neuropathy was confirmed on MRI, which showed inflammatory changes in both chiasmatic and proximal optic nerve regions.
Consequently, a comprehensive treatment review was performed, including nominal and log-file reconstructed dose distributions, delivery accuracy (patient positioning, machine QA, log file calculation), plan robustness and LET distribution. As with the nominal dose distributions, log-file reconstructed doses resulted in low-risk dose levels in the optic structures (Table 1) , and MR changes were in low LET (<3KeV/µm) areas. Patient positioning was within the typical accuracy of PSI patients with bite block immobilization (1.62 mm residual random error). Robustness analysis, including fractionation, resulted in Max/D2 doses below 54 Gy(RBE) for all optical structures (Table 1) . Conclusion: After this comprehensive review, the observed toxicity could not be correlated to any dosimetric, delivery or LET based metrics. This may demonstrate that risk of toxicity is a complex, multi-variate problem also involving patient specific factors, and not just the oft-discussed issues of end of range LET/RBE and robustness.
Generating clinical benefit from competition winning tomotherapy plans Type: Physics
Presenting Author: Simon Heinze Authors: S. Heinze, K. Buchauer, L. Plasswilm, H. Schiefer
Institutions:
Kantonsspital St. Gallen Department: Klinik für Radio-Oncology Aims: The first purpose of the this work is to determine whether simple rules can be drawn from competition winning Tomotherapy plans in order to achieve plans with similar quality in clinical practice. Secondly, to ensure that the generated test plans with increasing complexity are still well deliverable, film measurements are performed. The generated plans are compared with originally submitted plans of the planning competition. Methods: A spine SBRT re-irradiation competition case of the recent Accuray PLANit Global Treatment Planning Challenge (Accuray, USA) is used to generate two sets of seven test plans. 10 to 4000 iterations are used to obtain plans with different degrees of complexity. The ProKnow scoring system (ProKnow, USA) is used to obtain a clinical quality score for the plans. The first set is based on the original clinical goals of the competition as planning input with equally weighted constrains. The second set of plans is generated with the more sophisticated weighting and importance settings of the competition best Tomotherapy plan. Film dosimetry (Ashland Inc., USA) is used for evaluation of deliverability.
Results: ProKnow scoring of the plans was found to be positively correlated to the number of iterations. With 200 iterations, the first set yielded a plan scoring in the median of all plans originally submitted to the competition. With the more sophisticated constraints and using 200 Iterations, it was possible to achieve a plan that would have scored third in the competition. Gamma pass rates were 98.7 ± 0.8 with no correlation to plan scoring, respectively plan complexity.
Conclusion:
Half of all competition plans are rated worse than plans based on the simplest constrains, underscoring the importance of this work: Make adjustments in a gentle and meaningful way. The film measurements demonstrate that complex plans can be applied without dosimetric degradation, meaning complex plans transfer into real benefit for the patient.
Towards FLASH proton therapy: achievable dose rates in geometrical and clinical fields for pencil beam scanning Type: Physics
Presenting Author: Sairos Safai Authors: Sairos Safai, Steven van de Water, Damien C. Weber, Antony J. Lomax
Institutions:
Paul Scherrer Institute, Villigen Department:
Center for Proton Therapy Aim: to investigate the performance of ionization chambers when exposed to proton dose rates in the lower end of the FLASH dose rate (> 30 Gy/s) for pencil beam scanning (PBS) and to investigate achievable dose rates in geometrical and clinical fields for a commercial PBS gantry. Methods: Achievable instantaneous dose rates on the central pencil beam axis (within a pulse and the mean rate) for a clinical Varian ProBeam system were estimated based on the cyclotron repetition frequency, pulse width, proton current at isocenter, pencil beam dose-area-product and pencil beam size in water. Dose measurements were performed with a Farmer ionization chamber in the middle of a 10 × 10 × 5 cm 3 SOBP at different dose rates and dose levels. To quantify dose rates in three-dimensions for clinical fields, we proposed the 'dose-averaged dose rate' (DADR) metric, defined for each voxel as the dose-weighted mean of the instantaneous dose rates of all spots. This concept was applied to four head-and-neck cases, each planned with clinical (4 fields) and various spot-reduced IMPT techniques. DADR distributions were calculated assuming 2 or 6 Gy fractions. Results: During PBS, currents around 5 nA at isocenter could be reached. An individual pencil beam could deliver up to 120 Gy/s in water. When the Farmer chamber was exposed to up to 100 Gy/s and 8 Gy, no significant dose rate dependence was observed. For clinical plans, the mean DADR in normal tissue for a 2 Gy fraction was 1.7 Gy/s (median over all patients) at maximum, whereas in standard spot-reduced plans it was 4.4 Gy/ s. Arc-shoot-through planning resulted in DADR values of 6.0 Gy/ s. Hypofractionation (3x) resulted in higher dose rates, up to 73.2 Gy/s for arc-shoot-through plans. Conclusion: FLASH dose rates can be delivered and measured for PBS proton therapy under experimental conditions. However, FLASH dose rates cannot be achieved under clinical conditions without increasing spot-wise beam intensities and the use of spot-reduction, hypofractionation, and arc-shoot-through delivery.
Evaluation of iCBCT, a new CBCT iterative reconstruction algorithm: potential imaging dose reduction and evaluation of dose calculation accuracy in the pelvic area Type: Physics
Presenting Author: Gregory Bolard
Institutions:
La Tour Medical Group Department:
Radiation oncology
Varian released recently iCBCT, a new iterative reconstruction algorithm, for head and pelvic anatomies. Phantom studies show that iCBCT exhibits better image uniformity and a superior low contrast detectability in comparison to standard reconstruction. The first objective of this study was to estimate the dose reduction achievable in order to solve the minimal contrast discriminating organs in the pelvic area (2%). The second aim was the evaluation of photon beam dose calculation accuracy on these iCBCT datasets. The last purpose was to assess the stability with time of several imaging performance parameters and the constancy of the HU to mass density curve.
Material and methods:
The low contrast and uniformity sections of the Catphan 604 phantom were used to optimize the default manufacturer-provided pelvis protocol. The difference of mean HU between peripherical ROI and a central ROI was recorded to score image uniformity. The low contrast detectability was estimated using a signal to background approach calibrated against operator observation. Imaging dose was iteratively reduced until the low contrast detectability was not satisfactory anymore. The HU to mass density curve was measured using a CIRS062 phantom. To check the reliability of dose calculation, 13 pelvic VMAT plans were recalculated (Philips Pinnacle3) on CBCT acquired at the 1st fraction and the dose distributions were compared to the original plan using different metrics (CTV mean dose, 3D gamma 1%, 1 mm). Results: Using a smooth filter and a reduced acquisition frame rate, an imaging dose reduction by a factor five is feasible to solve 1% contrast (CTDI vol of 3.7 mGy). The noise is kept at a low value with a mean standard deviation of 2.4 HU. The uniformity is acceptable with a maximum HU difference of 20 HU in a 30 cm diameter object. Dose calculation comparison is satisfactory with a CTV mean dose difference less than 1% and a 3D gamma pass rate greater than 95% for all cases. The HU to mass density relationship is stable in time with maximum mass density differences of 0.1 g/cc. Conclusion: iCBCT enables clinically acceptable dose calculation accuracy with a reduced exposure for pelvis scans.
Is volumetric modulated arc treatment (VMAT) a robust irradiation technique for the breast/thoracic wall?
Type: Physics (2019) 195:1122-1153 included in this study. All patients were treated with 4 VMAT arcs, 6 with free breathing (FB) and 4 with deep inspiration breath hold (DIBH). The VMAT plans were made with a virtual bolus to ensure that >90% of the CTV is covered with 38 Gy (95% prescription dose), taking potential translational isocenter shifts of up to 5 mm into account. During treatment, the body surface motion signal of the breast/ TW was recorded. Beam-on was allowed when the FB signal was lower than 5 mm or the DIBH signal was +/-2 mm from the reference level. During each fraction, tangential MV images of the breast/TW were acquired between the 2nd and 3rd VMAT arc. For each image, the maximal surface difference (MSD) between actual and planned breast/ TW body surface position was measured. Results: 135 tangential MV images were analyzed. The mean absolute MSD was 2.7 ± 1.8 mm. Absolute MSD values > 5 mm were found in 13 images (FB) and 3 images (DIBH). For two of the FB patients, 5 images were found with MSD > 5 mm, whereas for all other patients there were not more than 2 images with MSD > 5 mm. Conclusion: VMAT plans for breast/TW irradiation may be reproducibly applied both with FB and DIBH, but regular tangential imaging is necessary to avoid individual systematic misalignment of the breast/ TW surface.
The combination of A-966492 and topotecan for effective radiosensitization on glioblastoma spheroids Type: Physics
Presenting Author: Fereshteh Koosha
Institutions:
Shahid Beheshti University of Medical Sciences, Tehran Department:
Radiation Technology
Radiotherapy is one of the modalities in the treatment of glioblastoma patients, but glioma tumors are resistant to radiation and also chemotherapy drugs. Thus, researchers are investigating drugs which have radiosensitization capabilities in order to improve radiotherapy. PARP enzymes and topoisomerase I enzymes have a critical role in repairing DNA damage in tumor cells. Thus, inhibiting activity of these enzymes helps stop DNA damage repair and increase DSB lethal damages. In the current study, we investigated the combination of TPT as a topoisomerase I inhibitor, and A-966492 as a novel PARP inhibitor for further radiosensitization. U87MG cells: (a human glioblastoma cell line) were cultured in Poly-Hema coated flasks to reach 300 µm-diameter spheroids. Treatments were accomplished by using non-toxic concentrations of A-966492 and Topotecan. The surviving fraction of treated cells was determined by clonogenic assay after treatment with drugs and 6MV X-ray. The γ-H2AX expression was measured by an immunofluorescence staining method to examine the influence of A-966492, TPT and radiation on the induction of double stranded DNA breaks. Treatments using the A-966492 drug were conducted in concentration of 1 µM. Combining A-966492 and TPT with radiation yielded enhanced cell killing, as demonstrated by a sensitizer enhancement ratio at 50% survival (SER50) 1.39 and 1.16 respectively. Radio-and chemo-sensitization was further enhanced when A-966492 was combined with both X-ray and TPT, with SER50 of 1.53.
Also γ: -H2AX expression was higher in the group treated with a combination of drugs and radiation.
A-966492 is an effective PARP inhibitor and has significant radio-sensitivity on U87MG spheroids. By accumulating cells in the S phase and by inhibiting the DNA damage repair, TPT enhanced radio-sensitivity. A-966492 combined with TPT as a topoisomerase I inhibitor had additive radio-sensitizing effects. As a result, applying PARP and topoisomerase I inhibitors can be a suitable strategy for improving radiotherapy in clinics.
Type: Biology
Does hyperthermia clinically alter the α/ β? Insights from thermoradiotherapy vs. radiotherapy trials Type: Biology
Presenting Author: Niloy Ranjan Datta Authors: N. R. Datta, S. Bodis
Institutions:
Kantonsspital Aarau, Kantonsspital Baden Department:
Radiation Oncology
Introduction: Hyperthermia at 39-43 °C is a known to inhibit post-radiation repair of the sublethal and potentially lethal DNA damage. This should be expected to alter the α/β values of the linear-quadratic (L-Q) model. The present study has been carried out to clinically estimate the tumour α/β from studies of thermoradiotherapy (HTRT) vs. radiotherapy (RT). Methods: 3 recently published meta-analyses for HTRT vs. RT in recurrent breast (RcBC), head and neck (stages III/IV) (LAHNC) and cervix cancers (stages IIB-IVA) (LACC) were evaluated for their complete response (CR). The biological effective dose with RT (BED RT ) in these studies were individually computed using the L-Q equation assuming an α/β RT of 10 Gy for all sites. Since all trials had a positive outcome with HTRT over RT, the resultant enhanced thermoradiobiological BED for HTRT (BED HTRT ) was correspondingly computed as a product of the BED RT and %difference in CR between HTRT and RT. With the "D" and "d" of both HTRT and RT arms in each trial being similar, the α/β following HTRT (α/β HTRT ) was estimated as, α/ β HTRT = Dd/(BED HTRT -D), as per the L-Q model. Results: 12 studies with 864 patients were shortlisted-RcBC (3 studies, n = 259), LAHNC (5 studies, n = 338) and LACC (4 studies, n = 267). Mean RT dose was 53.4 Gy (SD: ±14.3) delivered in 2.2 Gy/ fraction (SD: ±0.74). The overall risk difference of 0.28 was in favour of HTRT (p < 0.001). Mean BED-RT was 64.7 Gy (SD: ±15.5) while the mean BED-HTRT was estimated as 109.5 Gy (SD: ±32.1). The overall computed α/β HTRT was 2.25 Gy (SD: ±0.79). The α/β HTRT for RcBC, LAHNC and LACC were 2.05 Gy, 1.74 Gy and 3.03 Gy (p = 0.027), reflecting a reduction in α/β by HTRT (range: 69.7-82%). On meta-regression, α/β HTRT was the sole predictor for the corresponding risk differences of the studies (coefficient = -0.096; p = 0.03). Conclusion: This is the first reported clinical estimates of tumour α/ β HTRT and mirrors invitro studies. The fall in α/β HTRT could be due to reduced repair of RT induced DNA damage by HT. This has direct implications for effectively optimizing HTRT dose-fractionation schedules in the clinics.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 for cell cycle regulation and its abnormal activity may be involved in cancer development. CHK2 mutations have been correlated with many types of cancers and associated with resistance to anthracycline-based chemotherapy in breast cancer patients. To find selective treatments for cancer therapy, the idea of synthetic lethality has been exploited. Two genes are in a synthetic lethal interaction when the loss of either gene alone does not impair cell viability but the perturbation of both genes is lethal. Based on this knowledge, our main aim is the identification of synthetic lethal partners of CHK2-deficient cancers. Methods: For the identification of synthetic lethal partners of CHK2, a differential viability screening with a library of 400 non-selective, ATP competitive kinase inhibitors was performed using isogenic human colorectal cancer cell lines HCT116 proficient or deficient for CHK2. Findings of this screening were further studied by cell-based assays, Western blotting and qPCR. Results: The screening with the library of kinase inhibitors revealed seven kinases as potential synthetic lethal partners of CHK2-deficient cancers. Further analyses employing siRNA-mediated knockdowns and specific pharmacological inhibitors identify several hits as plausible CHK2 synthetic lethal partners. Conclusion: CHK2 loss of function could affect tumors with susceptibility to specific drug interventions. The current study focuses on a pharmacologic screening of a kinase inhibitors library for the identification of CHK2 partners. Current data describes few candidate kinases as CHK2 partners whose targeting could serve as a plausible treatment strategy in CHK2-deficient cancers.
Fractionated synchrotron microbeam radiation therapy at FLASH dose-rates promotes tumor remission in mouse melanoma Type: Biology
Presenting Author: Dr. Cristian Fernandez-Palomo Authors:
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Institutions:
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Introduction: Synchrotron Microbeam Radiation Therapy (S-MRT) provides excellent tumor control in several pre-clinical cancer models because it can deposit very high doses of radiation into the tumors. The remarkable dose-volume effect achieved by the S-MRT configuration allows delivering average peak-doses of 400 Gy at FLASH dose-rates of up to 17,000 Gy/s; with no radiation toxicity nor side-effects. In this context, we would like to report that temporally fractionating S-MRT had the unique capability of eradicating 50% of the primary melanomas of this study. Methods: At the European Synchrotron, three-consecutive S-MRT sessions were delivered to mice harboring B16-F10 melanomas in both ears. The beam array of the S-MRT was composed of micro-planar beams of synchrotron x-rays 50 um wide, which were spaced by 200um. The dose-per-fraction of the S-MRT configuration was 133 Gy on the microbeams (peak dose) and 2 Gy in the gaps between them (valley-dose); the dose rate was 13,800 Gy/sec. Daily measurements of the tumor size provided the treatment effectivity. Results: Tumors exposed to three daily S-MRT sessions of 133 Gy showed three distinct behaviors: i) non-responsive tumors (12.5%), ii) responsive tumors (37.5%) showing a growth delay was 12.8 days, and iii) tumor remission (50%). The mice from the latter group were sacrificed 18 months after the treatment for further studies. Organ metastases were not found, and on the site of the melanoma, only a small nevus remained visible. Histopathological evaluation revealed that the nevus was formed entirely by melanophages Conclusion: Fractionated S-MRT has the potential of inducing complete tumor remission and prevent organ metastases, which is essential for future clinical application of S-MRT due to the option of delivering lower peak-doses by temporal fractionation. Future efforts should focus on combining fractionated S-MRT with adjuvant therapies to improve its effectivity.
Type: Technicians
CyberHeart: Lausanne experience Type: Technicians Presenting Author: Sebastiao, Laura
Institutions:
Centre Hospitalier Universitaire Vaudois Department: Oncologie Aim: Stereotactic Radiotherapy (SBRT) is a technology widely used in oncology to treat, in a non-invasive manner, solid tumours with precision and efficiently. Recently, this technology has been evaluated in the treatment of ventricular tachycardia (TV).
The underlying principles, the concept and the results of the first clinical studies, which have created much interest for this therapeutic approach, will be described. The recent experimental treatment of patients suffering from refractory TV carried out at the Centre Hospitalier Universitaire Vaudois (CHUV) will be presented. Method: In September 2017 the CHUV put into place a program of ablation by stereotactic radiotherapy for patients with TV resistant to medication and ablation by catheter. This program was approved by the CHUV ethical committee as part of individual experimental therapies.
Up until October 2018, 5 patients with refractory TV were treated by SBRT with a Cyberknife® (Accuray, Sunnyvale, CA) fitted with a continuous imaging and tracking system. The localization of the arrhythmogenic substrate was established using cardiac imaging and three-dimensional electro-anatomical mapping. Results: The primary criteria of effectiveness were the reduction in number of TV episodes and the number of shocks from the implanted defibrillator after the treatment. In all the cases these numbers decreased.
The treatment was well tolerated and no radio-induced toxicity was described during the follow-up, on average 7 months after treatment (6-11 months) Conclusions: Stereotaxic Radiotherapy is a promising treatment for refractory TV patients.
A longer follow-up period of treated patients as well as the results of future studies will allow a democratization of the technique.
New techniques using image guided RT are emerging, especially the MRI Linac which could provide, in the near future, the possibility to combine non-irradiating imaging with non-invasive tracking.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Objective: With the MRIdian system (Viewray) it is now possible to image radiotherapy patients using MRI technology not only for initial positioning but also during beam delivery. The treatment plan can be adapted to accommodate daily variations in patient anatomy, although this process prolongs the time a patient lies in the treatment position. This study aimed at evaluating the time efficiency of a fully adaptive workflow. Materials and methods: 8 patients with 32 fractions were treated with the MRidian. Daily procedure includes initial patient set up, low-resolution followed by high-resolution MR imaging, re-contouring, plan re-optimization, QA procedure, re-imaging, a check of gating feasibility if beam delivery is to be gated and finally beam delivery. Patients were scheduled for a 90 min appointment for their first fraction and 60 min subsequently. The time required for each step of the treatment process was recorded and analyzed. Total treatment time was defined as the patient's total time on the treatment table. Results: Median total treatment time after 1 month of machine use, was 69 ± 7 min for the first fraction and 57 ± 13 for subsequent fractions. Contouring has the highest median time of 9 min. Contouring time is heavily dependent on treatment site (4 min in lung, 12 in abdomen). Time needed for other processes was not dependent on treatment site. Median time was 6 ± 1 min for in room set up, 9 ± 3 for total image matching (acquisition and match time for both low and high-resolution images), 9 ± 5 for contouring, 7 ± 3 for optimization and 4 ± 1, 8 ± 3, and 10 ± 2 min for QA, gating feasibility check and beam time respectively after 1 month. Conclusion: Through proper staff training and preparation a patient can be treated with a fully daily adaptive approach in less than 60 min.
Implementation of respiratory coaching in the management of left breast cancer using the deep inspiration breath hold technique Type: Technicians
Presenting Author: Laurent Marmy Authors: L. Marmy 1,2 , N. Missègue 1 , G. Risse 1 , A. S. Allal 1 Institutions: 1 HFR-Fribourg Hospital, 2 HESAV, Haute Ecole de Santé Vaud, Lausanne Department: 1 Radiation Oncology Department Objectives: The main objective of implementing a specific RTT preparatory coaching is to optimize simulation preparation and first treatment sessions for patients with left breast cancer treated with the deep inspiration breath hold technique. Method: The implementation project was based on the Ottawa model. We identified several interventions that can be carried out for this implementation, including theoretical and practical training of professionals based on the concept of motivational interview. The literature review highlighted the importance of respiratory coaching. Patient management has been proved to potentially reduce side effects by protecting organs at risk such as the heart and the lungs. Results: This interview will allow us to collect information on patient positioning and preparation before the CT-scanning and thus better anticipate possible difficulties (pain, reduced mobility, respiratory problems, stress and anxiety). It will also help reduce anxiety and avoid sub-optimal inspiration. The effects of the intervention will be first evaluated by a quantitative study (pre-post) by measuring the following indicators: number of imperfect treatments ("failures") during the simulation and the first days of treatment and machine occupancy time (Computed tomography simulation and daily treatment). Patient and professional satisfaction will be evaluated later on.
Conclusion:
The aim of respiratory coaching by RTTs is to improve patient management in terms of quality of radiotherapy preparation and treatment delivery conditions, while strengthening the relationship of RTTs with patients with left breast cancer treated with the DIBH technique. Success in the implementation of this procedure for left brest cancer will open opportunities for other sublocated tumors.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Medizintechnik, Germany, Mülheim-Kärlich). The positioning with this system can sometimes be unstable. Therefore a new head and neck support system was introduced in KSA, the customizable head support (CHS) from CIVCO Solumedics (Solumedics AG, Aarau, Switzerland). A limited number of patients will be treated with this CHS using the same 5 point mask during the test phase. 14 patients treated with the old positioning method will be retrospectively evaluated, with the pitch, roll and rotation analysed as these are the most critical directions to correct. All patients received a CBCT or KVKV 3D before the first 3 fractions and these data were used to analyze the pitch, roll and rotation of the patient. The CBCTs were made with a Varian Truebeam linac. The pitch, roll and rotation were matched in the offline matching environment in aria, in degrees (°). Results: So far only one patient has been treated using the new fixation. With the old fixation, the overall pitch for the 14 patients was 0.6°, the overall roll was 0.7° and the overall rotation was 0.6°. For the one patient treated with the new fixation system these values were respectively 0°, 0.1° and 0.3°. Conclusion: The preliminary conclusion for this small study would be that the new fixation method using the CHS is promising. Results of a larger patient cohort with the next fixation method will be presented at SASRO. Final results of a larger patient cohort treated with the CHS may be needed to formulate a firm conclusion.
Quality manager. a new job in radiotherapy Type: Technicians
Presenting Author: Quentin Arnould-Durst
Institutions:
Hôpital du Valais, Sion Department:
Radio-oncologie
Aims: Clinical audits of radiotherapy practices is a quality improvement process that seeks to improve patient care and outcomes through systematic review of care against explicit criteria and the implementation of change. To achieve these goals the audited institution must prepare a quality handbook, containing notably quality management documents and continuous improvement processes. Developing and maintaining a quality handbook is a time consuming task that requires appropriate skills. The poster describes the appointment of a quality manager for the department of radiotherapy in Sion in April 2019, his tasks and the first results obtained. Methods: The first step is to define clearly the tasks of the quality manager. In our case, collection, update and writing of the missing quality documents, reactive analysis of incidents and improvement proposition, proactive risk assessment in the form of failure mode and effect analysis and lastly colleagues training. The second step is to convince the hospital management of the need and the advantages of having a dedicated quality manager. Amongst the arguments, were the time needed to perform all these mandatory tasks and the positive experience of many European centers. Results: The lack of legal obligation made difficult to prove the need of having a dedicated quality manager. Eventually a 20% full time equivalent RTT position could be appointed and the work started in April 2019. At the present time (May 2019) the quality manager works on the collection of the quality documents and the writing of the most urgently lacking ones. He is also ready to take over with the critical incidents analysis. The failure mode and effect analysis is left for a later time. Conclusion: With the appointment of a dedicated quality manager with a RTT background, the department of radiotherapy in Sion has the ambition to have in a near future a complete, homogeneous and upto-date quality handbook. Type: Technicians Strahlenther Onkol (2019 ) 195:1122 -1153 tients to save time, increase patient comfort and improve employee safety? Methods: HESS Medizintechnik AG was approached to develop a Radiation Therapy specific transfer table for bedridden patients. The following requirements were given for production: ability to position the patient onto the transfer table outside of the treatment room, transferring the patient from said table onto the linear accelerator table with Table was first used between the 19th and 26th of March. The analysis was based on this period. Conclusions: The Carbon Transfer Table was effective in reducing the amount of time spent with the patient in the room. It became possible to keep the patient in a 10-15 Minute time slot. In combination with a patient transfer sheet, only two staff members were needed to transfer the patient to the carbon transfer table and subsequently to the radiation treatment table. In addition, transfers were smoother and thus led to less patient and staff complaints. The carbon transfer table was successful in saving time, increasing patient comfort, and employee safety.
Hippocampus sparing whole brain radiotherapy planning with a biologic model
The effectiveness of PerfectPitch 6 degrees of freedom couch in patient set-up accuracy and PTV coverage Type: Technicians
Presenting Author: Audrey Hendricks Authors: A. Hendricks, A. Luu, C. Pires, K. Alves, J. Gomes, H. Härle
Institutions:
Kantonsspital Winterthur Department:
Radio-Onkolgie
Aims: Even with the use of Civco IMRT Reinforced Thermoplastic masks, there is still difficulty in accurately positioning head and neck patients. Often as a patient loses weight, it becomes more difficult to reproduce the same patient position. With the use of Varian medical systems PerfectPitch 6 degrees of freedom couch (6DoF), new possibilities regarding patient set-up accuracy have arisen. To help determine how the 6DoF can best be utilized, the following questions were determined: Is using 6DoF effective in helping increase patient set-up accuracy? Is there a big difference in PTV coverage with or without 6DoF? Methods: A new protocol was developed regarding patients with a Head, Neck and Shoulder Thermoplastic Mask and CBCT imaging. Each patient was scheduled for imaging the first three days and then once per week. More imaging was done as necessary. To determine the difference between using 6DoF and not, each patient was first auto matched without 6DoF and then auto matched with 6DoF. Manual adjustments were applied per the technologist's discretion. All data was recorded for later analysis. An "optimal PTV" was created for each CBCT using deformable registration. The 95% Isodose-coverage of this PTV was evaluated using Registrations with and without 6DoF. Results: 69.05% 6DoF registrations showed an improved coverage of the PTV for the 95% Isodose compared to non 6DoF registrations. Notably, 71% of the patient images had a rotation, pitch or roll greater than one degree. Conclusions: The use of 6DoF was successful in helping correct patient positional errors. Subsequently, that reduced the need to re-position the patient manually. Further, the registration images revealed that we can improve our treatment accuracy and PTV coverage by using 6DoF.
Therapeutic communication … what else? Type: Technicians
Presenting Author: Mamboury Nicolas/Marmy Laurent
Institutions:
HESAV Department: Filière TRM The universe of radio-oncology has undergone a deep technological evolution over the last decade. The technical platforms, as well as the different treatment modalities have become more complex both in terms of imagery than irradiation techniques; this discipline has become very attractive, and even fun for young technicians in radio-oncology.
Confronted to growing technology and medicine "style arts ménagers" according to some authors, the risk incurred by the patient in this particular context is a reification, relegated to the rank of an object or simple pathology to be irradiated.
The patient of a cancerous disease, weakened, rendered vulnerable, emotionally shaken and perhaps reached in its dignity requires a personalized and empathetic support.
"The patient at the Center" is the leitmotif in the mouth of many health care providers. But what does it mean in reality and how putting it into daily practice, while the economy, effectiveness and efficiency are required?
The famous American psychologist Carl Rogers laid the foundations for a person centered approach, empathy being an essential feature in the field of communication.
But a so-called empathetic communication can also be toxic or destructive depending on investment developed by one of the speakers or by the terms used.
This communication proposes a reflection on the modes of communication of the radiation oncology technician and the benefit to the patient.
Note: the epicene language is used to lighten the text.
Type: Clinical
Impact of patient and treatment characteristics on heart and lung dose in adjuvant radiotherapy for left-sided breast cancer Type: Clinical
Presenting Author: Van Trinh Nguyen
Institutions:
University Hospital Basel Department:
Clinic of Radiotherapy and Radiation Oncology
Purpose: The heart and lungs are routinely exposed to incidental irradiation during adjuvant radiotherapy (RT) of breast cancer. We analyzed the impact of patient and treatment factors on heart and lung dose in left-sided breast RT. Methods: We analyzed 344 female patients treated with left-sided breast RT in our institution between 2013 and 2018. Mean heart dose (MHD), left mean lung dose (MLD) and heart/lung V20Gy were collected from treatment plans. Patients were stratified by RT technique (3D-conformal RT, 3DCRT; intensity-modulated RT, IMRT; volumetric modulated arc therapy, VMAT) and target volumes, including lymph node RT (LN-RT). Patient characteristics (body mass index (BMI), heart and lung volume) were assessed using correlation analyses. . The mainstay of therapy in PPTID is surgery, the role of radiotherapy (RT) and chemotherapy is not clearly defined. Material and methods: Between 2007-2018 two patients with PPTID II° and III° were treated at our department. In the first case, a 25-yearold man underwent external ventricular drainage (EVD) followed by tumor resection. The histopathological work-up including a second opinion (Neuropathology, Charité, Germany) confirmed the diagnosis of PPTID III°. MRI follow-up showed minimal residual disease in the resection cavity, which was progressive 3 months after resection. Additive RT was started 4 months after surgery. In the second case, a 75-year-old patient underwent subtotal resection of a pineal tumor with a residual mass of 8 × 7 mm in the post-surgical MRI. The histopathological work-up revealed a II° tumor which was confirmed by a second opinion. The patient underwent an additive RT 3 months post-surgery. In case of the III° tumor we delivered 24 Gy (15 × 1.6 Gy) to the entire neuroaxis (whole brain-S2) and a local boost to the pineal region with 17 × 1.8 Gy up to a cumulative dose of 54.60 Gy on the primary tumor region. In case of the patient with the II° tumor we delivered 30 × 1.8 Gy to the primary tumor region only. Helical tomotherapy (6 MV) was used for both patients. Results: RT was well tolerated in both cases without grade ≥3 toxicity. However, leukopenia grade 2 (2,5 G/l) occurred after craniospinal RT. The patient with the subtotal resected II° tumor showed a local progression 6 months post RT, and salvage chemotherapy was initiated.
The 25-year-old patient with PPTID III° is relapse-free at 29 months after RT.
Conclusion:
There is no consensus for the treatment of PPTID. The molecular behaviour of PPTID resembles a PB, but clinically and prognostically the tumor behaves more like a PC. In consequence, the extent of RT remains controversial. Type: Clinical Strahlenther Onkol (2019 ) 195:1122 -1153 Materials/methods: 157 patients over 40 yrs, with no response to at least 6 mths of conservative therapy, were recruited. LDRT (8 × 0.5 Gy, 200 kV) was repeated once. Handgrip dynanometers (Jamar©) and self-paced walking test were assessed by a physiotherapist. VAS and QoL questionnaires were completed at 0, 2, 6, and 12 mths. Results: 204 sites were treated. Median changes in VAS and function were compared (12 mths vs 0 mths). 39 LE: pain at rest (-2.5, p < 0.001), activity (-6.0, p < 0.001), handgrip (extension +16 kg, p < 0.001, flexion +5.2 kg, p = 0.002), inverse correlation between pain and handgrip strength (rest -0.6, p < 0.001, activity -0.5, p < 0.001). 10 ME: pain at rest (-3.0, p = 0.041), activity (-0.4, p = 0.041), handgrip strength (+6.5 kg, p = 0.022). 99 finger OA: pain during activity (-3.0, p < 0.001), handgrip strength (+2.5 kg, p = 0.004), inverse correlation between pain and handgrip strength (rest -0.41, p < 0.001, activity -0.36, p < 0.001). 56 PlF: pain at rest (-4.0, p < 0.001), during activity (-6.0, p < 0.001) and improvement in walking time (-5.0 s, p < 0.001), correlation between pain during activity and walking time (0.5, p < 0.001). There was a trend towards improved QoL in patients with ME and PlF. Conclusion: Patients with LE and ME, finger OA and PlF achieved highly significant analgesia and objective gains in musculoskeletal function which were sustained at 12 months after completion of LDRT with 4.0-8.0 Gy. Aims: To evaluate the effects of stereotactic radiosurgery (SRS) on vestibular function in patients with vestibular schwannoma (VS). Methods: VS patients treated with SRS to 12 Gy in single fraction were reviewed. No weightings were given to vestibule during optimization in treatment planning. Pre-and post-SRS vestibular examinations (rotatory, swinging and duration of dizziness, gait instability, spontaneous nystagmus) and patient reported dizziness were assessed from patient recordings. Koos grade (I-II vs III-IV), tumor volume (≥ vs < 6.1 cm 3 ), pre-SRS tinnitus-dizziness (yes vs no), target and vestibular dose (min, mean, max) and post-SRS transient volume expansion (yes vs no) were examined using linear regression analysis. Results: Fifty-three patients treated between 2010 and 2016 were enrolled. Median follow-up was 32 months (range, 5-79). The median min., mean and max. vestibular doses were 2.6 ± 1.6 Gy, 6.7 ± 2.8 Gy, and 11 ± 3.6 Gy, respectively. On univariate analysis, Koos grade (p = 0.048), pre-SRS tumor volume (median 6.1 cm 3 ; range, 0.8-38) (p = 0.011), pre-SRS dizziness (p = 0.024) and min. vestibular dose (p = 0.033) were significant for patient reported dizziness. On multivariate analysis, min. vestibular dose remained significant (p = 0.029).
Distribution of metastases in PET-CT of treatment naïve lung cancer: implications for radiotherapy
Single fraction urethra-sparing prostate cancer SBRT: phase i results of the ONE SHOT trial
In determining cutoff values, all patients who had a min. vestibular dose of 5 Gy and above reported dizziness. Conclusion: There is little data available concerning vestibular toxicity related to radiotherapy and SRS. Our results reveal that 5 Gy and above min. vestibular doses had a significant impact on dizziness. Further investigations are needed to determine dose-volume parameters and their effects on vestibular toxicity.
Volumetric-modulated arc therapy for adjuvant treatment of endometrial cancer Type: Clinical
Presenting Author: Simona Cima Authors: S. Cima, MC Valli, A. Richetti
Institutions:
Oncology Institute of Southern Switzerland, Bellinzona-Lugano Department:
Radiation Oncology Clinic
Aim: Volumetric modulated arc therapy (VMAT®) is an advanced radiation technique that allows to achieve highly conformal dose distributions with improved target volume coverage and sparing of normal tissues compared with conventional techniques. The aim of this study was to report clinical outcomes and toxicity of endometrial cancer patients treated with adjuvant VMAT® . Methods: From 2015 to 2018 we analyzed 27 women with invasive endometrial cancer, treated with adjuvant radiotherapy after a total abdominal hysterectomy and bilateral salpingo-oophorectomy with or without lymphadenectomy. Toxicity data were collected according Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 to Background: Inflammatory biomarkers have been shown to be valuable prognostic markers for a variety of pathological conditions. An elevated neutrophil-to-lymphocyte ratio (NLR) and platelet-to-lymphocyte ratio (PLR) have been associated with poor prognosis in many types of cancer. The aim of this retrospective study was to evaluate the predictive value of NLR and PLR for DFS and OS in locally advanced squamous cell oropharyngeal cancer (OPSCC) patients treated with curative radiochemotherapy (CRCT). Methods: Ninety-two patients with stage III or IV OPSCC who underwent CRCT beetween 2009 and 2016 were retrospctively analyzed. All patients were treated at University Hospital of Varese or at Oncology Institute of Southern Switzerland with Intensity-Modulated Radiation Therapy/Rapid Arc up to a dose of 66-70 Gy in 7 weeks. Concomitant to radiotherapy chemotherapy (3-weekly cisplatin, started at the first day of radiotherapy) was delivered. NLR and PLR were measured at baseline and the median value of 3 and 150, respectively, was chosen as a cut-off. Survival curves were generated using the Kaplan-Meier method. Univariate and multivariate analyses using Cox proportional hazards model were used to identify predictors of progression-free survival (PFS) and overall survival (OS). Results: Median follow-up was 39 months. Univariate analysis showed that PLR and HPV status were significant predictors of DFS (HR = 2.3, 95% CI 1.0-5.1; P = 0.04), (HR = 4.8, 95% CI 1.4-16.6; P = 0.01). However, the HPV status remained an independent predictor of DFS in the multivariate analysis (HR = 5.8, 95% CI 1.4-23.9; P = 0.02). The only significant predictor of OS was HPV status (HR = 18.2, 95% CI 5.6-59.3; P < 0.0001).
Conclusions:
A high pre-treatment PLR might be a valuable predicative biomarker of poor prognosis for patients with OPSCC. Further studies are needed to investigate the prognostic value of inflammatory markers.
Automation in radiation therapy: Effects and challenges for RTT work Type: Clinical
Presenting Author: Laurent Marmy Author: L. Marmy 1,2 , V. N. Ho 1
Institutions:
1 HFR-Fribourg Hospital, 2 HESAV, Lausanne Department: 1 Radiation Oncology Department, 2 filière TRM Aims: Automation in radiation therapy involves adaptation of RTTs' work. Our qualitative study aims analyze this phenomenon, particularly its effects and challenges for the profession and the multi-disciplinary team.
Method:
We conducted eight semi-structured interviews in western Switzerland. The data was analyzed using traditional a content analysis method. We bundled our results in 5 main topics: automation in RTTs' work, speeches automation, automated environment challenges caused by automation in the profession and evolution of the profession.
Results: Automation has effects on clinical practice and more particularly on repetitive procedures, quality and safety, teamwork and patient care. An important point to note is the lack of involvement of the RTT in the implementation processes of automated devices. The economic issue is considered as the main decision-making factor of hierarchy while professional, technological and relational issues are often underestimated.
Conclusion: Automation has a significant impact on RTT activity. According to some of them, the profession should evolve to adapt to its new work environment. Professionals should also strengthen their professional identity in order to obtain role recognition in the context of automated radiation-oncology.
Multimodal treatment for locally advanced oral cavity cancer: mono-institutional experience Type: Clinical
Presenting Author: Francesco Martucci Authors: Martucci F, Cima S, Borgonovo G, Richetti A.
Institutions:
Radiation Oncology Clinic
Objectives: Oral cavity squamous cell carcinoma (SCCOC) represents a common entity of all head and neck malignant tumors. Presentation with advanced disease is common. The standard of care is primary surgical resection with or without postoperative adjuvant therapy. Because of the functional and cosmetic relevance of the oral cavity, different conservative approaches, as exclusive radiotherapy or concomitant chemo-radiation have been used. The aim of this report is to check the outcome of patients (pts) with SCCOC treated in our radiation oncology clinic in the last 10 years Materials and methods: Fifty-four pts with SCCOC were treated in our clinic from January 2008 to December 2017. 19 pts (35%) were stage III and 35 pts were stage IVA (65%), 44 pts (82%) were staged with PET/CT at diagnosis. 34 pts (63%) were treated with surgery, half of them resulted with a positive margin (R1-2). All pts were treated with radiotherapy (exclusive or postoperative) with Volumetric Arc Therapy/RapidArc® up to a curative dose, 29 pts (54%) received concomitant chemotherapy platinum based. Overall survival (OS) was defined as the time from diagnosis to death from any cause. Progres-Strahlenther Onkol (2019 ) 195:1122 -1153 sion-free survival (PFS) was defined as the time from radiotherapy to the first loco regional recurrence and/or metastases. Survival curves were calculated using Kaplan-Meier method. Results: The median age was 66 (range 34-90) years. The mean follow up was 50 (13-135) months. The 3-years and 5-years PFS was 45% and 10%, respectively. Twenty-nine pts (54%) recurred to a loco-regional site, 4 pts (7%) developed metastatic disease. The 3-years and 5-years OS was 58% and 33%, respectively; for 5 pts (9%) the death was not cancer related.
Conclusions: SCCOC remains a poor prognosis site within head and neck cancers. Improvements have been done, with multimodal treatments, in terms of outcome results. However complete and radical surgical resection is considered, today, the standard of care due to the advanced surgical techniques, mostly for early stages of disease.
Could be SIB the (right) answer? A case report Type: Clinical
Presenting Author: Vite Cristina Authors: Vite C., Ballerini G., Corradini N., Negretti L., Urso P., Franzetti-Pellanda A.
Radiotherapy, Clinica Luganese Moncucco Institutions: Clinica Luganese Moncucco Department: Radiotherapy
Background: 63-year-old patient diagnosed with invasive ductal carcinoma of the right breast, upper internal quadrant, T2 N1 M0, G3 staging received a quadrantectomy, as well as breast reduction of the contralateral breast. In 1990 the patient was already diagnosed with invasive ductal carcinoma of the left breast (T2 N1 M0, G2) and received a quadrantectomy and axillary lymphnode dissection followed by external beam radiotherapy (total dose 55 Gy). Aim: Finding the best radiotherapeutic approach to obtain optimal coverage of the planning target volumes (PTVs) together with sparing of the contralateral breast (CB), given to the patient's clinical history. Methods: The following irradiation techniques, optimized on the To-motherapy® system, and the following radiotherapy schedules were considered:
50 Gy: (2 Gy/fraction) on the whole breast (WB) with TomoDi-rect® technique (TD), with a sequential boost on the tumor bed (TB) of 10 Gy (2 Gy/fraction) with TomoHelical® technique (TH).
50 Gy: (2 Gy/fraction) on the WB with TH, with a sequential boost on the TB of 10 Gy (2 Gy/fraction) with TD.
50 Gy: (2 Gy/fraction) on the WB with an integrated simultaneous boost (SIB) on the TB of 58.75 Gy, (2.35 Gy/fraction) with TH.
The comparison was based on the coverage of the PTV and on the doses of the CB and the ipsilateral lung (IL). Results: Due to the patient's anatomical configuration, sparing the contralateral breast makes the TD technique inappropriate (coverage WB 89.7%, TB 72.8%; CB D2% 9.2 Gy).
The coverage with TH technique was acceptable for the WB (94.2%), but unacceptable for the TB (90.4%).
The SIB approach guaranteed a good coverage for both PTVs (WB 96.9%, TB 96.1%), with a minimum variation of the organ's doses (IL V20Gy 9% vs 8%; CB D2% 7.9 Gy vs 6.6 Gy). Conclusion: SIB was considered the most appropriate approach since it guaranteed a good target coverage, in particular for the tumor bed, together with sparing the organs at risk.
Promoting a SIB approach for all patients is outside the scope of the present work, but authors believe it should be individually considered. Aims: In limited-disease small cell lung cancer (SCLC) patients, prophylactic cranial irradiation (PCI) is associated with increased survival and with cognitive impairment. Although the exact mechanisms underlying this cognitive impairment remain poorly understood, hippocampal sparing (HP) during PCI has shown promise in preventing cognitive impairment. Our study aims to evaluate the short-term impact of PCI on 18 F-FDG brain metabolism. Methods: We retrospectively included 18 SCLC patients. All patients received an intensity-modulated radiotherapy with a prescribed dose of 25 Gy in 10 fractions, except for one patient (26 Gy in 13 fractions). Among these patients, 10 beneficiated from HP PCI. 18 F-FDG PET/CT was performed on average 146 days before and 294 days after PCI. An automatic anatomical brain segmentation of the 18 F-FDG PET was performed using Combined-AAL Atlas from MI-Neurology Software (Syngo.Via, Siemens). For all the regions, we calculated SUVratio using brainstem as reference region (SUVr = SUVmean/Brainstem SU-Vmean) and we compared SUVr before and after PCI using a Wilcoxon test with a level of significance of p ≤ 0.05. Results: We showed a significant decrease in 18 F-FDG brain metabolism after PCI in most anatomical regions: basal ganglia (1.39 vs 1.33, p = 0.018), central regions (1.32 vs 1.26, p = 0.012), cingulate cortex (1.32 vs 1.23, p = 0.003), corpus striata (1.42 vs 1.35, p = 0.016), frontal cortex (1.31 vs 1.24, p = 0.012), occipital cortex (1.48 vs 1.41, p = 0.02), precuneus (1.46 vs 1.40, p = 0.028) and lateral temporal cortex (1.33 vs 1.27, p = 0.012). Results also show a clear tendency for decrease in the parietal cortex (1.33 vs 1.29, p = 0.053). No significant difference was found in the cerebellum (1.24 vs 1.21, p = 0.85) and mesial temporal cortex including the hippocampus (1.03 vs 1.00, p = 0.16). Conclusion: PCI leads to short-term decrease of 18 F-FDG brain metabolism, except in cerebellum and in regions that have been spared during PCI. . Treatment is usually surgical, with or without adjuvant radiotherapy (RT), but immunotherapy and chemotherapy have also been described [4] . We present the first case report of a patient with a large anorectal BCC treated with sphincter-preserving definitive RT. Strahlenther Onkol (2019 ) 195:1122 -1153 Methods: A fit, 68 year old male presented with a 3 mth history of discomfort on sitting, without micturition or defecation-related symptoms. He had had multiple BCCs in sun-exposed areas but had no other risk factors. A 4 × 2 × 3 cm ulcer was visible at 3-6 o'clock extending up to the linea dentata. Biopsy showed a 90% solid/10% sclerodermiform BCC, p16 negative, Ber-EP4, typical of BCC [1], was weakly positive. Staging confirmed perianal infiltration without locoregional or distant metastatic spread. The tumorboard recommendation was definitive local RT with the option of salvage rectum amputation. 60 Gy in 30 daily fractions was delivered to the primary tumor without elective nodal RT using VMAT. Results/discussion: BCCs are rarely anorectal and a conclusive biopsy is essential to make the diagnosis. It is important to distinguish BCC from squamous (particularly basaloid) cell anal carcinoma (SCC). 30-50% of patients with basaloid SCC present with metastases [2], which are extremely rare in BCC (< 1:1000) [4] . Perianal BCCs typically occur in males, average age at diagnosis is 67-73 years [3, 5] . Other than UV light, risk factors include immune deficiency, arsenic exposition, sexually transmitted diseases and chronic dermatitis. The patient developed no acute toxicities other than radiodermatitis (CTCAE III). MRI 3 mths after RT showed a good partial response and clinically sphincter function remains normal. Conclusion: Conclusive histopathology is mandatory to provide personalized treatment for perianal BCCs. In large anorectal cases, we recommend sphincter-preserving primary RT. Regular follow up for local control is planned.
Impact of prophylactic cranial irradiation on 18F-FDG cerebral metabolism in small cell lung cancer patients
First report of radical radiotherapy for anorectal basal cell carcinoma
Experience and outcomes of radiosurgery with a single isocentre for 2-10 brain metastases Type: Clinical Purpose: Radiosurgery (RS) planning and delivery for multiple brain metastases (BM) can be facilitated using a single isocentre. We have reviewed the feasibility and efficacy of the single isocentre dynamic conformal arc (SIDCA) technique. Methods: 51 patients (2-10 BMs) have been treated on a Novalis STx Linac. 20 consecutive patients, planned with SIDCA (Elements Multiple Metastases v1.5, Brainlab), were analysed. Dose prescription was 1 × 20 Gy, (V20Gy = 99%, with Dmax 115-130%), with a 1 mm margin. Results: 20 patients had a total of 72 BMs. 70% had NSCLC and the median age was 70 yrs (51-81 yrs). In 8/20 patients, BMs were grouped into 2-3 isocentres for clinical indications (e. g. fractionated RS due to volume or postop) or rotational uncertainties (> 4 cm from isocentre) rather than increase the margin. Dose prescriptions were 52/72 BMs: 1 × 20 Gy, 7/72: 1 × 15-18 Gy, 13/72: 5 × 5-6 Gy according to patient and tumor factors. For single fractions (59 BMs), mean dose was 22.1 Gy (15.8-23.95 Gy) and median volume was 0.29 cm 3 (0.09-2.78 cm 3 ) with a median cumulative PTV volume of 1.08 cm 3 (0.36-7.74 cm 3 ) per patient. At 6 week follow-up, 3 patients required steroids. 5 patients developed distant BMs 3-6 mths after RS, of whom 3 received further SIDCA RS. 11 patients have died (median OS 6 mths, 2-13 mths); 9/11 patients (82%) with control of the irradiated BMs (3 CR, 3 PR, 4 SD) at last follow-up. Conclusions: SIDCA has been successfully implemented for patients with multiple BMs and is in routine use for patients with single BMs as it decreases the duration of planning, verification and reporting. The irradiation of multiple BMs up to 4 cm from the isocentre with the same fractionation scheme and a 1 mm margin is feasible, efficient and effective in daily practice. Local control rates > 80% are equivalent to those achieved with RS for single BMs. 
Salvage radiotherapy for pelvic nodal recurrences of prostate cancer after radical prostatectomy: A national survey on patterns of practice
Departments of radiation oncology
Aim: There is currently no standard for local salvage therapy of intrapelvic nodal oligorecurrences of prostate cancer (PCA) after radical prostatectomy. Elective nodal radiotherapy (ENRT) or stereotactic body RT (SBRT) are both valid treatment strategies. The aim of our study was to assess current practice in Switzerland. Method: Treatment recommendations of 14 participating Swiss radiation oncology centers were collected and converted into decision trees in an iterative process using the objective consensus methodology and analyzed for consensus und differences. Results: For unfit patients, androgen-deprivation therapy (ADT) alone was recommended by more than 70%. For fit patients with unfavorable tumor characteristics, the majority of the centers recommended ENRT + ADT for up to five nodal recurrences. In fit patients with favorable tumor characteristics, there were low levels of consensus and a wide variety of recommendations, especially for one and for four nodal recurrences. Focal SBRT was offered by 64% of the centers, most commonly as a 5-fraction course. PSMA PET/CT was recommended by 93% of the centers for restaging. Conclusion: Metastasis-directed therapy for pelvic oligorecurrences of PCA is commonly proposed in selected patients in Switzerland, with considerable treatment variations between centers. The best treatment strategy is not yet defined and it is explored in ongoing studies such as the STORM trial (NCT03569241).
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 more efficient and less user dependent, while achieving the same or better dosimetric outcomes. This planning study was done to investigate whether the automatic planning solution EZ fluence (RADformation) is more efficient in generating 3D conformal irregular surface compensator (ISC) plans than manually creating the 3D conformal ISC plans in the Eclipse planning system (Varian, V15.6). Methods: Fourteen breast patients were randomly selected with a range of left (9) and right-side (5) breast PTVs. One experienced dosimetrist created a 3D conformal irregular surface compensator (ISC) plans using the standard method of painting the fluence and expanding the dose beyond the skin. The same dosimetrist repeated the plan-creation using the automatic solution. For the PTV, coverage (D95%), D2% and D max dose were collected. For the lung, D mean and V5% were collected and for the heart D mean , D2% and D max . The total planning time was recorded for each of the two systems. Results: The median coverage of the PTV evaluated by the D95% was 94.1% (88.7-95.8%) for the manual plans compared to 94.8% (90-96.9%) for the automatic plans (p = 0.08). The maximum dose was slightly higher for the manual plans (median 105.8%, range 104.7-105.9%) compared to 104.5% median (range 103.2-105.9%) (p = 0.003). No statistical difference was found for the dose to the heart and lungs. The median planning time was significantly reduced from 44(20-70) to 25(14-44) minutes with the use of the automatic planning (p = 0.001). Conclusions: Automatic treatment planning significantly reduced the treatment planning time by nearly a factor of two, while the treatment plan quality was equally high to our manual planning.
Electromagnetic localization and real-time tracking for prostate cancer radiotherapy: impact of metal hip prostheses Type: Clinical
Presenting Author: Marta Bottero Authors: Bottero M, Dipasquale G, Jaccard M, Zilli T
Institutions:
Geneva Univeristy Hospital Department: Radiation oncology Purpose/objective: Metal hip prostheses represent a former contraindication to electromagnetic transponders (EMT) for prostate cancer (PCa) radiotherapy (RT) guidance. Aim of this study was to assess the EMT ability and accuracy to track and localize prostate movements in PCa patients with metallic hip prostheses (MHP) treated with curative RT. Materials/Methods: Datasets of 7 PCa patients with MHP (3 with bilateral and 4 with unilateral MHP) treated with curative RT between 2016 and 2018 were analyzed. All patients were implanted with 3 Ca-lypso® beacons EMT (Varian Medical Systems, Palo Alto, CA) and the median distance between EMT and the nearest MHP was 4.96 cm (range, 4.18-6.68). Different RT schedules were used, with a median delivered dose of 60 Gy (range, 36.25-74 Gy) in 15 fractions (range, 5-37). Localization and tracking accuracy was quantified for each treatment fraction by the geometric residual value calculated as the difference between the planned and the measured transponders position. Results: The Calypso system was able to localize and track the prostate position without any interference due to MHP in all treatment fractions (n = 90). Treatments were interrupted when the EMTs barycenter was out of the tolerance. In one patient with bilateral MHP, the Calypso system was able to detect during the 1st fraction the migration of one EMT, as confirmed by a new planning CT scan. The median geometric residual value was 0.07 cm (range, 0.03-0.22 cm) and in only one of the 90 treatment fractions the vector displacement was above the limit of 0.2 cm.
Conclusions:
In PCa patients, intrafractional motion control with intraprostatic EMT is not affected by the presence of unilateral or bilateral MHP. With a negligible average tracking error, this is the first clinical experience demonstrating the tracking and localization ability of the Calypso system during curative RT in PCa patients with MHP.
years of intracranial fractionated radiosurgery treatments with a non-dedicated accelerator: our experience Type: Clinical
Presenting Author: Vite Cristina Authors: Vite C, Negretti L, Corradini N, Urso P, Ballerini G, Franzetti-Pellanda A.
Institutions:
Clinica Luganese Moncucco Department:
Radiotherapy Department
Aim: Retrospective analysis of our 5-year experience in intracranial fractionated radiosurgery with a non-dedicated linear accelerator. Methods: Data of intracranial radiosurgery treatments from 2014 to 2019 were collected. Primary clinical disease, age, dose prescription and survival time after radiotherapy, if available, were registered.
Treatment plans were optimized and delivered with the Tomother-apy® HDA system (v.5.1.2) from Accuray®. Patient utilized a personalized immobilization system, comprised of an individual head support and a 5-pt thermoplastic mask.
Treatment plans were analyzed in terms of planning target volume (PTV): equivalent diameter (D equiv ), near-minimum dose (D98%), conformity and gradient index (CI, GI), brain volume receiving 12 Gy (V12Gy).
A MVCT scan was performed before each treatment fraction and registration shifts were analyzed as random and systematic errors. Results: We treated 24 patients with a median age of 64 years [49-82 yrs] and a total of 30 PTVs of which 3 cases had multiple targets, 1 case had two dose levels on the surgical bed with a SIB to residual disease (median volume = 4.7 cm 3 [0.8-18.0 cm 3 ], median D equiv = 20.8 mm [11.5-32.5 mm]).
Median prescription dose was 33 Gy [25-36 Gy], with a schedule of 5 fractions (67%), 3 fractions (23%), 6 fractions (10%).
Concerning dosimetry, the median D98% was 99.5% [90.5-104.4%], with CI = 1.2 [1.1-1.7], GI = 4.6 [3.4-7.3] and a median brain V12Gy = 29.3 cm 3 [9.5-111.2 cm 3 ].
Setup registrations gave a systematic and random errors of 1.0 mm and 1.1 mm in lateral direction, 0.7 mm and 1.1 mm in vertical and longitudinal, respectively. Primary diseases were from lung (50%), breast (17%) and esophagus (8%). Median survival time after treatment was 9.1 months [0.8-44.3 mos]; survival rate at 12 months was 58%.
On the whole, our results are consistent with scientific literature. Conclusion: Our experience in intracranial fractionated radiosurgery, even if with a non-dedicated linear accelerator, gave appreciable results, that will be also validated by an international external audit.
Percussion assisted radiation therapy in Hodgkin lymphoma and breast cancer allows a marked reduction in heart dose Type: Clinical
Presenting Author: André Durham
Institutions:
CHUV Department: Radiation-Oncology Strahlenther Onkol (2019 ) 195:1122 -1153 Hypofractionated volumetric modulated arc therapy (VMAT) in the treatment of advanced oesophageal cancer Type: Clinical Strahlenther Onkol (2019 ) 195:1122 -1153 Fully automated organs at risk delineation for brain tumor radiation planning in patients with glioblastoma using deep learning Type: Clinical Purpose/objective(s): To evaluate, if fully deep learning (DL) based automated segmentation of organs at risk (OAR) within the brain in glioblastoma (GBM) patients is non-inferior to human rater segmentation for radiation planning. Materials/methods: We included post-OP MRI datasets of 23 GBM patients. Manual segmentations of OAR were performed by 3 radiation oncologists on T1c MRI sequence. For fully automatic segmentation, we developed an OAR segmentation method. The MRI data was co-registered for automatic segmentation. Manual delineations were utilized for training the DL system based on the U-Net architecture. We evaluated the segmentation method on the results of a 6-fold cross-validation considering the imaging data of all patients in terms of dice-coefficient (DC) (volumetric overlap) and volume similarity (VS) using the Kruskal-Wallis test. Results: Large distribution of DC and VS were observed for small OAR between the raters [(0.78, 0.12), (0.43, 0.13), (0.49, 0.12); Kruskal-Wallis test: chi-square = 43.80, p = 0.001] and the automatic method: [(0.00, 0.23), (0.00, 0.26), (0.00, 0.18); Kruskal-Wallis test: chi-square = 81.29, p = 0.001]. For larger OAR, no statistical difference was detected between volumes among raters (Kruskal-Wallis test: chisquare = 4.6, p = 0.098) [(0.91, 0.02), (0.91, 0.02), (0.89, 0.02)], and compared to the automatic segmentation: [(0.91, 0.02), (0.91, 0.01), (0.90, 0.02)]. Conclusion: Performance of this system is highly dependent on raters agreement. The higher the agreement, the better predicts the prototype the OAR within the brain. With this proof of concept study, we generate first promising results, and plan next steps to improve results.
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 median decrease of 8.53 Gy (0.41-10.57 Gy; p = 0.02) due to bladder filling. Conclusion: Preliminary data indicate that online adaptive re-planning in prostate SBRT improves target coverage and the benefit of adaptive re-planning is stable for about 45 min. In patients where adaptive re-planning takes longer, careful re-evaluation of the adapted plan before treatment delivery is recommended.
Renal toxicity of total body irradiation with 6 × 2 Gy prior to allogenic stem cell transplantation Type: Clinical Presenting Author: Jens Lustenberger Authors: Jens Lustenberger 1 , Alexandros Papachristofilou 1 , Frank Zimmermann 1 , Alicia Rovo 2,3 , André Tichelli 2 Institutions: 1,2 University Hospital Basel, 3 University Hospital Bern Department: 1 Clinic of Radiation Oncology, 2 Clinic of Hematology, 3 Clinic of Hematology Aim: Assessment of renal insufficiency (RI) after total body irradiation (TBI) with 6 × 2 Gy (treatment 2x/day). Materials and methods: Data of patients receiving TBI with 6 × 2 Gy with a follow-up time of at least 24 months treated until end of 2010 were analyzed, excluding patients with preexisting renal insufficiency. Age, sex and risk factors for RI were assessed (arterial hypertension, hyperlipidemia, diabetes, smoking, obesity, antimycotic drugs, graft versus host disease (GvHD), Ciclosporin A). The effect of TBI on RI was assessed with a case-control-analysis, (TBI vs. chemotherapy-only-conditioning). Results: 172 patients met all inclusion criteria. RI at 2 years was 14.5% and 11.6% at last follow up. In the univariate analysis at last follow-up extensive chronic GvHD, dyslipidemia, arterial hypertension, age over 30 & 40 years were significant factors for RI. In the case-control-analysis (n = 33 per group) 5 patients in the TBI group (15.15%) and 2 patients (6.06%) in the non-TBI group had a renal insufficiency after 2 years. At last follow-up, 5 patients (15.15%) and 1 patient (3.03%) had a renal insufficiency. Statistical analysis did not show any significant results (Kaplan Meier analysis or correlation coefficient). Discussion: In our retrospective study univariate analysis showed several known conditions as potential factors for RI, but none is found to be leading in multivariate analysis. In the case control analysis TBI was not shown to lead to RI more frequent than chemotherapy-only-conditioning. Conclusion: Our results match the literature. TBI with 6 × 2 Gy does not appear to increase the risk of RI. No individual factor could be identified putting patients at higher risk for RI.
The challenges of radiotherapy in Dakar, Senegal Type: Clinical
Aim: In response to a call for initiatives from NRG Oncology (NSABP, RTOG and GOG) international members, Kantonsspital Aarau has proposed a trial to determine the optimal radiation therapy for patients with 5 or more melanoma brain metastases (BM). We describe the process of developing an international research protocol within this framework. (13) 15.15 ± 7.77, p = 0.086 Toxicity not as EP (10): 25.40 ± 14.54, p = 0.089 N <200 (11) 13.00 ± 4.98, p = 0.070 N ≥200 (12) 25.67 ± 13.65, p = 0.076
Strahlenther Onkol (2019 Onkol ( ) 195:1122 Onkol ( -1153 Methods: A 71-year-old male patient with non-ischemic dilated cardiomyopathy continued suffering from recurrent life-threatening VT and electrical storms with recurrent antitachycardia pacing and ICD shocks, despite optimized guideline-directed heart failure treatment, maximal antiarrhythmic medication, two endocardial radiofrequency catheter and one epicardial surgical ablation. Results: Phantom measurements showed a distortion of less than 1.5 mm due to the ICD. Areas of anatomical scarring and critical substrate in the basal LV were identified to build a volumetric target using invasive three-dimensional electroanatomical mapping of the VT during previous electrophysiologic studies as well as cardiac MRI/CT. The patient was treated with a single fraction of 25 Gy @ 85% isodose. Cine tracking time was 46 min, beam on time 24 min. 24 h post intervention the patients developed aggravation of VT and a prolonged electrical storm. VT ceased following high-dose dexamethasone administration at day 2 after MR-IGRA. In the first month of follow-up no episodes of VT and complications were detected. Left ventricular ejection fraction remained stable at 25%. Conclusion: In this first MR-IGRA, real-time tracking and beam gating was successfully applied to treat a patient with dilated cardiomyopathy and recurrent therapy-refractory sustained VT with electrical storms. As of two days post treatment the patient has been without episodes of sustained tachyarrhythmia.
Head and neck cancer of the elderly: tumor, patient characteristics and patterns of care in a tertiary cancer center Type: Clinical
